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Safety Notices 


Review the following safety precautions carefully before operating the instrument to 
avoid any personal injury or damage to the instrument or products connected to it. To 
avoid potential hazards, use the instrument in the manner specified in this user’s 
guide. 


The instrument should be serviced only by qualified personnel. 
Avoid Fire or Personal Injury. 


Use Proper Power Line. Only the special power line of the products approved by 
the State should be used. 


Ground the Instrument. This generator is grounded through the protective terra 
conductor of the power cord. To avoid electric shock, the grounding conductor must 
be connected to the earth ground. Make sure that the instrument is properly grounded 
before connecting the input or output terminals. 


Observe All the Ratings of the Terminal. To avoid fire or shock, observe all the 
ratings and symbols that marked on the instrument. Read the user’‘s guide carefully 
before making connections to the instrument. 


Do not Operate without Covers. Do not operate your generator without covers or 
panels. 


Use Proper Fuse. Only use the fuse type and rating specified for this product. 


Avoid Circuit or Wire exposed. Do not touch the exposed connections or 
components when the power is turn-on. 


Do not operate with suspected failures. If you suspect there is damage with this 
product, have it inspected by qualified service personnel authorized by RIGOL before 
further operations. 


Provide Proper Ventilation. 
Do not Operate in Wet/Damp Conditions. 
Do not Operate in an Explosive Atmosphere. 


Keep the Product’s Surfaces Clean and Dry. 
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Safety Terms and Symbols 


Terms in This Guide. These terms may appear in this manual: 


WARNING: Warning statements indicate the conditions or practices that 
could result in injury or loss of life. 


CAUTION: Caution statements indicate the conditions or practices that 
could result in damage to this product or other property. 

Terms on the Product. These terms may appear on the product: 

DANGER indicates an injury or hazard that may immediately happen. 

WARNING indicates a potential injury or hazard that may immediately happen. 


CAUTION indicates a potential damage to the instrument or other property that may 
occur. 


Symbols on the Product. These symbols may appear on the product: 


AN A ® > + 


Hazardous Refer to the Protective Grounding Test 
Voltage Instructions earth terminal Terminal Grounding 
of Chassis Terminal 
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Instrument at a Glance 


RIGOL DG1022 Dual-Channel Function/ Arbitrary Waveform Generator adopt the 
DDS technology, which can provide stable, high-precision, pure and low distortion sine 
signal. It can also provide 5MHz square waveform with fast rising and falling edges. Its 
combination of excellent system features, easiness in usage and versatile functions 
makes this generator a perfect solution for your job now and in the future. 


DG1022 Dual-Channel Function/ Arbitrary Waveform Generator have clear and simple 
Front-Panel. The user-friendly panel layout and instructions, versatile terminals, direct 
graph interface, built-in instructions and help system have greatly simplified the 
operation process, thus, users do not have to spend a great deal of time learning and 
familiarizing the operation of the generator before they can use it proficiently. The 
built-in AM, FM, PM and FSK modulating functions generate modulated waveform at 
ease, without the help of a separate modulating source. The USB 1/0 is the standard 
accessory. 


Characteristics and Specifications: 

DDS technology provides precise, stable and low distortion output signal. 

2-Channel Output. 

Support channel coupling, channel copy. 

5 basic waveforms and 48 built-In arbitrary waveforms output. 

Counter supports frequency measurement: 100mHz ” 200MHz (single channel). 

100MSa/s sampling rate, enable to edit arbitrary waveform with 14-bit, 4k points. 

Abundant modulation function, various modulated waveform: AM, FM, PM and 

FSK. 

® Linear, logarithm Sweep and Burst mode. 

® Abundant I/O: External Modulation Source, External 10 MHz Reference Input, 
External trigger source, waveform output, synchronous signal output. 

© Support USB flash drive. Could store and read waveform configure parameters or 

the edited arbitrary waveform with USB flash drive, System Updating could also 

be performed by using USB flash device. 

Standard interface: USB Host & Device. 

Interconnect with DS1000 series oscilloscope 

Graph interface which shows the signal setting directly. 

Multilanguage user interface. 

Embedded Chinese/English Help System. 

Support Chinese/English Input. 
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Chapter 1 Quick Start 


This chapter covers the following topics: 


EB General Inspection 

B Handle Adjustment 

B The Front/Rear Panel 

m User Interface 

B To Set a Waveform 

B To Set the Output 

B To Set Modulation/Sweep/Burst 

B To Use Digital Input 

EB To Use Store/Utility/Help Function 
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General Inspection 


When you get a new DG1022 Dual-Channel Function/Arbitrary Waveform Generator, 
you are suggested to take the following steps to inspect the instrument. 


1. Inspect the shipping container for damage. 
If there are damages in the packing or foam, keep them until the whole machine 
and the accessories passing the electric and mechanical testing. 


2. Check the accessories. 
Accessories supplied with the instrument are listed in “Appendix A: Accessories”. 


If the contents are incomplete or damaged, please contract the local selling 
representative of RIGOL. 


3. Inspect the instrument. 
In case any mechanical damage or defect, or if the instrument does not operate 
properly or pass performance tests, notify your RIGOL Sales Representative. 


The consigner or carrier shall be liable for the damage to instrument resulting 
from shipment. RIGOL would not be responsible for free maintenance/rework or 
replacement of the unit. 
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Handle Adjustment 


To adjust the handle position of the Generator, please grip the handle by the sides and 
pull it outward. Then, make the handle rotate to the desired position. The operating 


methods are shown below in Figure 1-1 and Figure 1-2. 


/ 
\ 


EN 


| 5 ë 5} 

B) (mi) lee 
ml | | 

" ' NT 


Figure 1-2 Adjustable Positions 
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The Front/Rear Panel 


When you get a new DG1022 Dual-Channel Function/Arbitrary Waveform Generator, 
first you need to know how to operate the front/ Rear panel correctly. This chapter will 
make a brief introduction and description for the operation and functions of the Front/ 
Rear Panel. 


Front Panel at a Glance 


DG1022 Generator has clear and simple front panel. The Front Panel has a knob, 
functional keys and menu buttons. The 6 grey buttons below the screen are menu 
buttons, by using which you can choose different options on the current menu. The 
rests are the functional keys, with which you can enter different function menus or 
obtain specific functional applications directly. 


Mode/ Direction 


USB Host LCD Screen Functions Key Knob 
2 2 Channel 2omtiz En == N 
ary Waveform Generator Q als hi 
CORE) 
Sweep) (uiny 
Burst) (Help) 
CED) 
CH2/Counter 
DO Of \ 
nn nl NN 
OE ON 
ZA CZS Sn 
DD OAN N 
Sine | [Sauaref [fRampf [Pulse f [Noise Arb CHI | een s HI 
OL [ed r_v Kofler) |C) C) HIE 


) 
Display Mode Waveform Channel 


| 
Keypad | CH2 ommen: Output/ 


Switch Keys Switch Button Counter Input 
Power Menu Keys CH1 Output CH1 Output 
Button Connector 
Figure 1-3 


Front Panel for DG1022 
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Rear Panel at a Glance 


10MHz Synchronous 
Reference Input Output Power Socket 


AC 100-127V 45-440Hz 
AC 100-240V 45-65Hz 


Fuse 
AC 250V , T2A 


Modulation External USB Device Main Power 
Input Trig/FSK/Burst Switch 


Figure 1-4 
Rear Panel for DG1022 
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User Interface 


The Generator provides three display modes: Menu Mode (Single or Double Channel) 
and Graph Mode (Single Channel). To switch the display mode, press the View button. 
CH1 
To select Channels, press the \@2 button. 


Output Impedance 


State — Sine Dm Z Current Channel Sign 
Waveform Parameter Display 
een. ë Á > pad 
Menu BM Ampl {Offset | Phase [AligPha | Pp 


Figure 1-5 
User Interface in Menu Mode (Single Channel) 


Current Channel Parameter Display 
State Hi> Pan 
Parameters k N d Waveform 
Display Menu ke 00° Display 
Button 
Figure 1-6 


User Interface in Graph Mode (Single Channel) 


Current Channel Output Impedance 


CH2 RAMP 


Waveform in € E FF 
Selected Channel O9 ooo ooKHz 1.500, 00KHz 


Menu EEEN Ampl | Offset [Phase [AligPha] + 


Figure 1-7 
User Interface in Menu Mode (Double Channel) 


NOTE: 

The buttons on the front panel of the instrument are represented by words in a pane, 
such as Sine which represents the functional key with “Sine” on it on the front panel, 
while the menu buttons are represented by shadow words such as Freq, which means 
the “Frequency” option in the menu. 
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To Set a Waveform 


At the left of the operation panel, there are several buttons with waveform icon and 
two buttons which are used commonly. The following exercises will help you to be 
familiar with the waveform selection settings. The instructions of the waveform 
settings are all carried out in the Menu Display Mode. 


Sine Square} [Rampf [Pulsef [Noise Arb 
ONS} WTS Eel En WAL ww 


Waveform Selection 


CHI 8 


Channel Switch Display Mode Switch 


Figure 1-8 Function Buttons Selection 


1. Press the Sine button, a “Sine” typeface will display in the state area. The 
instrument can generate Sine signal with frequency from 1uHz to 20MHz. By 
setting Freguency/Period, Amplitude/High Level, Offset/Low level and Phase, Sine 
signal with different parameters can be generated. 


Sine High Z 


O4 1-000,000,OkHz 


Ampl [Offset | Phase [AligPha 


Figure 1-9 
Sine Signal in the Menu Display Mode 


As shown in Figure 1-9, the default signal parameters are: 1kHz Frequency, 
5.0Vep Amplitude, O Voc Offset and 0° initial phase. 


2. Press the Square button, a “Square” typeface will display in the state area. The 
instrument can generate Square signal with frequency from 1uHz to 5MHz and 
variable duty cycle. By setting Frequency/Períod, Amplitude’ High Level, Offset/ 
Low level, Duty Cycle and Phase, Square signal with different parameters can be 


generated. 
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kel CL Kl. 1.000, 000. OkHz 


Offset [DtyCyc | Phase | AligPha 


Figure 1-10 
Square Signal in the Menu Display Mode 


As shown in Figure 1-10, the default signal parameters are: 1kHz Frequency, 
5.0Vpp Amplitude, O Voc Offset, 50% Duty Cycle and 0° initial phase. 


3. Press the Ramp) button, a “Ramp” typeface will display in the state area. The 
instrument can generate Ramp signal with frequency from 1uHz to 150 kHz and 
variable Symmetry. By setting Frequency/Period, Amplitude’ High Level, Offset/ 
Low level, Symmetry and Phase, Ramp signal with different parameters can be 
generated. 


Figure 1-11 
Ramp Signal in the Menu Display Mode 


As shown in Figure 1-11, the default signal parameters are: 1kHz Frequency, 5.0 
Vpp Amplitude, O Voc Offset, 50% Symmetry and 0° initial phase. 


4, Press the Pulse button, a “Pulse” typeface will display in the state area. The 
instrument can generate Pulse signal with frequency from 500uHz to 3MHz and 
variable Pulse Width. By setting Freguency/Period, Amplitude’ High Level, Offset/ 
Low level, Pulse Width/Duty Cycle and Delay, Pulse signal with different 
parameters can be generated. 


Figure 1-12 
Pulse Signal in the Menu Display Mode 
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As shown in Figure 1-12, the default signal parameters are: 1kHz Frequency, 
5.0Vep Amplitude, O Voc Offset, 50% Duty Cycle, 50Oys Pulse Width and Os Delay. 


Press the |Noise/ button, a “Noise” typeface will display in the state area. The 
instrument can generate Noise signal with Band Width up to 5MHZz. By setting 
Amplitude/High Level, Offset/Low level, Noise signal with different parameters can 
be generated. 


bat 51000 Ver 


Figure 1-13 
Noise Signal in the Menu Display Mode 


As shown in Figure 1-13, the default signal parameters are: 5.0 Vee Amplitude 
and 0 Voc Offset. 


6. Press the Arb/ button, an “Arb” typeface will display in the state area. The 
instrument can generate repeatable arbitrary waveform signals with at most 4K 
points and 5MHz frequency. By setting Frequency/Períod, Amplitude’ High Level, 
Offset/ Low level and Phase, arbitrary waveform signals with different parameters 
can be generated. 


Figure 1-14 
Arbitrary waveform Signal in the Menu Display Mode 


As shown in Figure 1-14, the default signal parameters are: 1kHz Frequency, 5.0 
Vpp Amplitude, O Voc Offset and 0° initial phase. 
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CH1 
7. Press the \@2\ button, the channel will switch between CH1 and CH2. Users can 


edit parameters of the current selected channel. 


8. Press the View button, the display modes will switch between Menu Mode in single 
channel, Graph Mode in single channel and Menu Mode in double channel. If the 
instrument is in remote mode, press this button it will return to local mode. 
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To Set the Output 


As shown in Figure 1-15, there are two Output buttons on the right side of the front 
panel, which are used to set the Output Control. The instruction below will help you to 
be familiar with these functions. 


CH2/Counter 


Figure 1-15 Channel Output/Counter Input 


CH1: Output Enable CH2: Output Disable 


‘High Z SiRenr 
CH2 SINE Ö 


Md so oook 150.100KHz 


Figure 1-16 Channel Output Control 


1. Channel Output Control 
Press the (Output button to enable/disable the signal output of CH1 or CH2. 


2. Counter Input 
In the Counter mode, the output connector of CH2 is used as the signal input 
terminal. At the same time, the output of CH2 will be disabled automatically. 
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To Set Modulate/Sweep/Burst 


As shown in the following figure, there are three buttons on the front panel, which are 
used for Modulation, Sweep and Burst settings. The instructions below will help you to 
be familiar with the settings of these functions. 


Mod | 


/ 


7 pe . 
Sweep 


Burst 
Ne P4 


Figure 1-17 
Modulate/ Sweep/ Burst button 


NOTE: Mod), Sweep| and Burst functions are only used for CH1. 


1. Press the Mod button, and a Modulated waveforms will be generated. 
Parameters are set by using the menu buttons. The modulated waveform can be 
changed by changing the parameters such as Type, Internal/external Modulation, 
Depth, Frequency, Waveform, etc. 


DG1022 can modulate waveform using AM, FM, PM and FSK. Sine, Square, Ramp 


or Arbitrary waveforms can be modulated (Pulse, Noise and DC cannot be 
modulated). 


Figure 1-18 
Modulated Waveform Signal in the Menu Display Mode 


2. Press the Sweep/ button, Sine, Square, Ramp or Arbitrary waveform can be swept 
(Pulse, Noise and DC can not be swept). 


In the Sweep Mode, DG1022 generate signal with variable frequencies. 
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Figure 1-19 
Sweep Waveform Signal in the Menu Display Mode 


3. Press the Burst button, Burst for Sine, Square, Ramp, Pulse or Arbitrary waveform 
can be generated (Noise can only be used in the gated Burst). 


NCycle KEEN Phase | Period | Delay | Trigger 


Figure 1-20 
Burst Waveform Signal in the Menu Display Mode 


Term Explanation 


Burst: Output Waveforms with the set cycle times 


Burst can last for certain times of waveform cycle (N-Cycle Burst) or be controlled by 
external gated signals (Gated Burst). Burst applies to all kinds of waveforms (except 
DC), but noise can only be used in gated burst. 


© 2008 RIGOL Technologies, Inc. 1-13 
User's Guide for DG1022 


RIGOL 


To Use Digital Input 


As shown in Figure 1-21, there are two groups of buttons on the operation panel, 
which are direction keys, the knob and the keypad. The instruction below will help you 
to be familiar with the Digital Input Function. 


7) B) 

(4) (5) (6) 

1) 2) GJ 
(NS Á) Ce) CJ) 
(1) Direction Keys and the Knob (2) Keyboard 


Figure 1-21 
Front Panel Digital Input 


Direction Keys 
Switch the digital of a numerical value or the storage position of arbitrary 
waveform/setting files. 


Knob 

® Change the numerical value. Rotate clockwise to increase and counterclockwise 
to decrease. 

e Switch the types of built-in waveforms, storage location of arbitrary 
waveform/setting files, and the letter when input a file name. 


Keyboard 
Directly input numerical value to change parameters. 
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To Use Store/ Utility/ Help Function 


As shown in Figure 1-22, there are three buttons on the operation panel, which are 
used to call the store/recall, utility and help function. The instruction below will help 
you to be familiar with these Functions. 


( Store/ \ 
(Recall) 


| Utility \ 


N 
| 


Help 
‘ ) 


Figure 1-22 
Store/Recall, Utility and Help Button 


1. The Store/Recall| Button is used to store waveform data and configure 
information. 


2. The Utility, Button is used to set the auxiliary system function, change the output 
configure parameters, interface setting, system setting information or perform the 
instrument self-test and the calibration, etc. 


3. The Help Button is used to read the help information. 


Operation Instructions 


To get help: 
Press the key and last for 23 seconds, then the help message will appear. 
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Chapter 2 Operating Your Generator 


By now you have got a brief understanding of DG1022 with the front/rear panel, every 
function control area and keys. 


This chapter covers the following topics: 


B To Set Basic Waveforms 
To Set Sine Waveform 
To Set Square Waveform 
To Set Ramp Waveform 
To Set Pulse Waveform 
To Set Noise Waveform 


B To Set Arbitrary Waveforms 
To Select Arbitrary Waveform 
To Edit Arbitrary Waveform 


B To Set Modulated Waveforms 
To Set AM Waveform 
To Set FM Waveform 
To Set FSK Waveform 
To Set PM Waveform 


B To Generate Sweep Signal 
To Generate Burst Signal 
B To Store and Recall 


EB To Set the Utility Function 
To Set the Sync Output 
Basic Setting of the Two Channels 
Channel Coupling Settings 
To Set the Counter 
System Settings 
1/0 Settings 
Test/Cal Settings 
Power Amplifier Settings 
To Use the Help System 
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To Set Basic Waveforms 


To Set Sine Waveform 


In the Menu Mode, press the Sine{ button to call the Sine operation. The top left corner 
of the screen will show the name of the current waveform. The output Sine waveform 
parameters are set using the Sine operation menu. 


The parameters for Sine waveforms are: Frequency/ Period, Amplitude’ High Level, 
Offset/ Low Level and Phase. Different Sine Signals are generated by using these 
parameters. As shown in Figure 2-1, select Freq in the operation menu and the 
frequency parameter will be shown in the parameter area. Users then can change the 
frequency by using the direction keys and the knob or the keypad. 


Figure 2-1 
Sine Signal Parameter Setting Interface 


Table 2-1 Operation Menu for Sine Signal 


Menu Settings Explanation 
Frequency/ Setting the signals frequency or period; the 
Period current parameter will switch at a second press. 
Amplitude/ Setting the signal’s Amplitude or High Level; the 
High Level current parameter will switch at a second press. 
Offset/ Setting the signals Offset or Low Level; the 
Low Level current parameter will switch at a second press 
Phase Setting the initial phase of the signal 
NOTE: 


Waveforms in single channel needn't to set the Aligpha parameter. It is always used to 
align the phases of the two channels’ output signals. 
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To Set the Output Frequency/Period 


1. Press Sine) > Freq/Period > Freq, to set the frequency parameter. 


The frequency shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When setting the function, if the current 
value is valid for the new waveform, it will be used sequentially. If you want to set 
the period for the waveform, press Freqg/Period button again, switch to the Period 
parameter (The current operation is displayed in inverse color). 


2. Input the desired frequency. 


Use the keypad to input the parameter value directly, and press the 
corresponding button to select the parameter unit. Or you can use the direction 
keys to select the digit you want to edit, and then use the knob to change its 
value. 


Current Parameter: 
Frequency 


Figure 2-2 
Setting the Frequency 


Instructions 


When using the keypad to enter the digit, you can use the Left direction keys to 
move the cursor backward and delete or change the value of the previous digit. 


® When using the knob to input, use the direction keys to select the digit you 
want to edit and rotate the knob to change its value. 
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To Set the Output Amplitude 


1. Press Sine) > Ampl/HiLev > Ampl, to set the amplitude. 


The amplitude shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When changing the function, if the current 
value is valid for the new waveform, it will be used sequentially. If you want to set 
the waveform by high Level or Low Level, press Ampl/HiLev or Offset/Lolev again, 
switch to HiLev or LoLev parameter (The current operation is displayed in inverse 
color). 


2. Input the desired Amplitude. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. 


Current Parameter: 
Amplitude 


Figure 2-3 
Setting the Amplitude 


NOTE: 
The “dBm” option will appear only when the output impedance is not “High Z”. 
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To Set the Offset 


1. Press Sine, > Offset/LoLev > Offset, to set the offset. 


The offset shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When changing the function, if the current 
value is valid for the new waveform, it will be used sequentially. 


2. Input the desired Offset. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. 


Current Parameter: 
Offset 


Figure 2-4 
Setting the Offset 


NOTE: The setting of any waveform for Frequency, Amplitude, Offset and Phase are 
the same as sine wave, so we will not cover this topic again. 
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To Set the Initial Phase 


1. Press Sine > Phase, to set the initial phase. 


The phase shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When changing the function, if the current 
value is valid for the new waveform, it will be used sequentially. 


2. Input the desired Phase. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. 


Current Parameter: 
Phase 


Figure 2-5 
Setting the initial phase 


After finishing the above operations, press View, in the Graph Mode, the 


waveform is shown in the following figure. 


Phase<CH1> ke 0.000, 00OMHz 
5.000 WPP 
10.0mvDC 


ee 


Figure 2-6 
Waveform Parameter in the Graph Mode 
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To Set Square Waveform 


Press the 


Square 


button, in the Normal Mode, the operation menu will appear at the 


bottom of the screen. Set the Square parameters by using the operation menu. 


The parameters for Square waveforms are: Frequency/ Period, Amplitude’ High Level, 
Offset/ Low Level, Duty Cyde and Phase. See Figure 2-7. In the operation menu, 
select DtyCyc, and the corresponding parameter will be displayed in inverse color for 
which users can make a change. 


50,0% 


| Offset (SNE 
Figure 2-7 
Square Signal Parameter Setting Interface 


Ie 


Table 2-2 Square Signal Operation Menu 


Menu Settings Explanation 
Frequency/ Setting the signals frequency or period; the 
Period current parameter will switch at a second press. 
Amplitude/ Setting the signals Amplitude or High Level; the 
High Level current parameter will switch at a second press. 
Offset/Low Setting the signals Offset or Low Level; the 
Level current parameter will switch at a second press 
Duty Cycle Setting the Duty Cycle for Square Waveform 
Phase Setting the initial phase of the signal 
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Term Explanation: 


Duty Cycle: The percentage that the High Level takes up in the whole Period. 
Please Note : for the Frequency Duty Cycle Value 


Below 3MHz(included): 20% to 80% 
From 3MHz to 4MHz (included): 40% to 60% 
From 4MHz to 5MHz (included): 50% 
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To Set the Duty Cycle 


1. Press Square > DtyCyc, to set the Duty Cycle. 


The Duty Cycle shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When changing the function, if the current 
value is valid for the new waveform, it will be used sequentially. 


2. Input the desired Duty Cycle. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. The Generator will change the waveform immediately. 


Current Parameter: 
Duty Cycle 


Figure 2-8 
Setting the Duty Cycle 


Press View, in the Graph Mode, the waveform is shown in the following figure. 


Duty Cycle<CH1> — 1 000000 0KHz 
5.000 VPP 
oooovoc |F 00° 3 


Figure 2-9 
Waveform Parameters in the Graph Mode 
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To Set Ramp Waveform 


Press the Ramp) button, in the Normal Mode, the operation menu will appear at the 
bottom of the screen. Set the Ramp parameters by using the operation menu. 


The parameters for Ramp waveforms are: Frequency/ Period, Amplitude’ High Level, 
Offset/ Low Level, Symmetry and Phase. See Figure 2-10. In the operation menu, 
select Symm, and the corresponding parameter will be displayed in inverse color for 
which users can make a change. 


Figure 2-10 
Ramp Signal Parameter Setting Interface 


Table 2-3 Ramp Signal Operation Menu 


Menu Settings Explanation 
Frequency/ Setting the signals frequency or period; the 
Period current parameter will switch at a second press. 
Amplitude/ Setting the signal’s Amplitude or High Level; the 
High Level current parameter will switch at a second press. 
Offset/Low Setting the signals Offset or Low Level; the 
Level current parameter will switch at a second press 
Symmetry Setting the Symmetry for Ramp Waveform 
Phase Setting the initial phase of the signal 


Term Explanation: 


Symmetry: The percentage that the Rising Period takes up in the whole Period. 
Input Range: 0>100% 
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To Set the Symmetry 


1. Press Ramp/ > Symm, to set the Symmetry. 
The Symmetry shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When changing the function, if the current 
value is valid for the new waveform, it will be used sequentially. 


2. Input the desired Symmetry. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. The Generator will change the waveform immediately. 


Current Parameter: 
Symmetry 


Figure 2-11 
Setting the Symmetry 


Press View), in the Graph Mode, the waveform is shown in the following figure. 


Symmetry<CH1> 1 000000 ORHZ 
5.000 VPP 

0.000 VDC k Re 
+ GIR 


Figure 2-12 
Waveform Parameter in the Graph Mode 
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To Set Pulse Waveform 


Press the [Pulse button, in the Normal Mode, the operation menu will appear at the 
bottom of the screen. Set the Pulse parameters by using the operation menu. 


The parameters for Pulse waveforms are: Freguency/ Period, Amplitude’ High Level, 
Offset/ Low Level, Pulse Width/ Duty Cycle and Delay. See Figure 2-13, in the 
operation menu, select Width, and the corresponding parameter will be displayed in 
inverse color for which users can make a change. 


Figure 2-13 
Pulse Signal Parameter Setting Interface 


Table 2-4 Pulse Signal Operation Menu 


Menu Settings Explanation 
Frequency/ Setting the Frequency or Period of the signal. 
Period 
Amplitude/ 
High Level Setting the Amplitude or High Level of the signal. 
le Setting the Offset or Low Level of the signal. 
Width/ Setting the Pulse Width or Duty Cycle of the Pulse 
DtyCyc Waveform. 
Delay Setting the Delay time. 


Term Explanation: 


Pulse Width: The time span between thresholds of 50% of the rising edge 


amplitude to the next 50% of the falling edge amplitude. 


2-12 © 2008 RIGOL Technologies, Inc. 
User's Guide for DG1022 


RIGOL 


To Set the Pulse Width 


Current Parameter: 
Pulse Width 


Press Pulse, > Width, to set the Pulse Width. 

The Pulse Width shown on the screen is the default value when the instrument is 
powered or the set value beforehand. When changing the function, if the current 
value is valid for the new waveform, it will be used sequentially. 


Input the desired Pulse Width. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. The Generator will change the waveform immediately. 


{Pulse VWadth> 


Figure 2-14 
Setting the Pulse Width 


Key Points: 


Pulse width is limited by the minimum pulse width and the Pulse 
period. 

Minimum Pulse width= 20ns 

Pulse width > Minimum Pulse width 

Pulse width < Pulse period — Minimum Pulse width 


Pulse duty cycle is limited by the minimum pulse width and the Pulse 
period. 

Pulse duty cycle 2 100 x Minimum Pulse width + Pulse period 

Pulse duty cycle < 100 x (1 —Minimum Pulse width + Pulse period) 


Settings of “Pulse Width” and “Duty Cycle” are equivalent. 

Once a parameter is changed, the other one will change accordingly. For instance, 
the current period is 1ms, the pulse width is 500js and the duty cycle is 50%, 
when setting the pulse width to be 200ĳs, the duty cycle will become 20%. 
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To Set the Pulse Delay 


1. Press Pulse > Dela, to set the Pulse Delay time. 
The Delay time shown on the screen is the default value when the instrument is 
powered or the set value beforehand. 


2. Input the desired Delay time. 


Use the keypad or the knob to input the desired value, choose the unit, and press 
the corresponding button. The Generator will change the waveform immediately. 


Current Parameter: 
Delay time 


Figure 2-15 
Setting the Delay time 


Press View, in the Graph Mode, the waveform is shown as in the following figure. 


Delay<CH1- f——1 000000 OKHz si 
5.000 VPP 
0.000 VDC 
kl 200.000us 
Figure 2-16 


Waveform parameters in the Graph mode 
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To Set Noise Waveform 


Press the Noise) button, in the Normal Mode, the operation menu will appear at the 
bottom of the screen. Set the Noise parameters by using the operation menu. 


The parameters for Noise waveforms are: Amplitude/ High Level and Offset/ Low 
Level. See Figure 2-17, in the operation menu, select Ampl, and the corresponding 
amplitude will be displayed in inverse color for which users can make a change for the 
amplitude of Noise, which has no frequency or period. 


bant 51000 Ver 


Figure 2-17 
Noise Signal Parameter Setting Interface 


Table 2-5 Noise Signal Operation Menu 


Menu Settings Explanation 
Amplitude/ Setting the signals Amplitude or High Level; the 
High Level current parameter will switch at a second press. 
Offset/Low Setting the signals Offset or Low Level; the 
Level current parameter will switch at a second press 


Press View, in the Graph Mode, the waveform is shown in the following figure. 


Amplitude<CHT= 
el. OOD PP 
a 


Figure 2-18 
Waveform Parameter in the Graph Mode 
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To Set Arbitrary Waveforms 


Press the \Arbf button, in the Normal Mode, the operation menu will appear at the 


bottom of the screen. Set the Arbitrary Waveform parameters by using the operation 


menu. 


Arbitrary Signals are divided into two categories: the built-in optional system 
waveforms and the user-definable arbitrary waveforms. The parameters for Arbitrary 
Waveforms are: Freguency/ Period, Amplitude’ High Level, Offset/ Low Level and 
Phase. See Figure 2-19, in the operation menu, select Freq, and the corresponding 


frequency will be displayed in inverse color for which users can make a change. 


Figure 2-19 
Arbitrary Signal Parameter Setting Interface 


Table 2-6 Arbitrary Signal Operation Menu 


Menu Settings Explanation 
Frequency/ Setting the signals frequency or period; the 
Period current parameter will switch at a second press. 
Amplitude/ Setting the signals Amplitude or High Level; the 
High Level current parameter will switch at a second press. 
Offset/Low Setting the signals Offset or Low Level; the 
Level current parameter will switch at a second press. 
Load Select the built-in Arbitrary Signal as Output. 
Edit Create and Edit Arbitrary Waveform. 
Phase Setting the initial phase of the signal 
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To Select Arbitrary Waveform 


There are 48 built-in Arbitrary Waveforms and 10 Non-Volatile memories for storing 
the user-defined Arbitrary Waveforms in the Generator. 


Press Arb/ > Load, enter the interface shown below. 


Stored [olatile 


Figure 2-20 Operation Menu 


Table 2-7 Selection Menu for Built-in Arbitrary Waveform 


Menu Settings Explanation 
Builtin Select one of the five built-in Arbitrary Waveforms 
(See Table 2-8) 
Select one of Arbitrary Waveforms stored in the 
Stored 


Non-volatile memory. 

Select one of Arbitrary Waveforms stored in the 
Volatile Volatile memory. When a new waveform is 
created, the old one will be erased. 

Delete one of the Arbitrary Waveforms stored in 
Delete the Non-volatile memory. The five Built-in 
Waveforms can not be deleted. 

Cancel the current operation, and return to the 
_Â upper menu. (The rest are the same and will not 
be covered) 


Instructions 


® When there is no waveform stored in the Non-Volatile Memory, the 
Stored Menu and the Delete Menu will hide. 


® When there is no waveform in the Volatile Memory, the Volatile menu will 
hide. 
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To Select the Built-in Waveform 


Press Arb| > Load > BuiltIn, enter the following interface. 


Negfamp ALALT PK) 


Maths [Engine 


Figure 2-21 Operation Menu 


Table 2-8 Built-in Arbitrary Waveforms Menu 


Menu Settings Explanation 


NegRamp/AttALT /AmpALT/StairDown/StairUp/Stai 
Common | rUD/CPulse/PPulse/NPulse/ Trapezia/RoundHalf/Ab 
sSine/AbsSineHalf/SineTra/SineVer 


Choose common 
Waveforms 


ExpRise/ExpFall/Tan/Cot/Sqrt/X*2/Sinc/Gauss/Hav | Choose Math 


VINE erSine/Lorentz/Dirichlet/GaussPulse/Airy Waveforms 


Cardic/Quake/Gamma/Voice/TV/Combin/BandLimi 


Engine | ted/StepResp/Butterworth/Chebyshev1/ Choose Engine 


Chebyshev2 Waveforms 
: Boxcar/Barlett/Triang/Blackman/Hamming/Hannin | Choose Window 
Window 
g/Kaiser Waveforms 


Choose other 


Others RounsPM/DC Waveforms 


Press to select the 


Select 
waveform 


As shown in the following figure, Press Math, use the knob to choose “ExpRise” and 
press Select. Press View| to view the waveform of “ExpRise” function. 


ET | 


Figure 2-22 Choose “ExpRise” function 


Amplitude<CH= 1 000,000 ORHz 


Figure 2-23 Waveform Parameter in the Graph Mode 
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To Select the Stored Waveform 


Press [Arb) > Load > Stored, and enter the following interface. Select the desired 
waveform document which will be displayed in inverse color and press Recall to recall 
it from the memory. 


pLacal State [AERO 
UDisk pData (ARB2: O1 
All [ARB3: 


Figure 2-24 Operation Menu 


Table 2-9 The Stored Arbitrary Waveform Menu 


Menu Settings Explanation 
Local 
Choose display route for the system 
EI U Disk information 
(When U Disk is 
connected ) 
State Setting of the Generator 
Type Data Arbitrary waveform file 
All All types of documentation 
Recall the waveform or Setting 
Recall information in the specific position in 
the memory. 
Save the waveform to the appointed 
Store 
place 
Remove any file that has been stored in 
Remove 
the memory 
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To Edit Arbitrary Waveform 


The Generator allows users to edit Arbitrary Waveforms, which can create any new 
waveform by initializing points. The operation steps are as follows: 


Press Arb{ > Edit, enter the interface shown below. 


Create | Stored [\olatile 


Figure 2-25 Operation Menu 


Table 2-10 Waveform Edition Operation Menu 


Menu Settings Explanation 
Create a new waveform, and erase the waveform 


Create 

in the Volatile memory. 

Edit the waveform stored in the non-Volatile 
Stored 

memory 
Volatile Edit the waveform stored in the Volatile memory 


Delete one of the Arbitrary Waveforms stored in 
Delete the Non-volatile memory. But The five Built-in 
Waveforms can not be deleted. 


Instructions 


® When there is no waveform stored in the Non-Volatile Memory, the Stored 


Menu and the Delete Menu will hide. 
® When there is no waveform in the Volatile Memory, the Volatile menu will 
hide. 
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RIGOL 


Press rb) > Edit > Create, to set the overall parameters for the waveform. The 
setting interface is shown in the following Figure. 


Figure 2-26 
Interface for setting the new waveform parameters 


Table 2-11 Setting the parameters for the new waveform 


Menu Settings Explanation 
Period Setting the Period for the Waveform 
LevelHi Setting the Level High for the Waveform 
Levello Setting the Level Low for the Waveform 
Activate the linear Interpolation between the 
Interp On/ defined points 
off Deactivate the linear Interpolation between 
the defined points 
. Set the number of points when Initializing 
Points 
the waveform 
EditPt Start the Waveform Editor 
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1. To Set the Point Number 


® Press Points, set the number of the initializing points. 


Period [LevelHi 


Figure 2-27 
Set the points of the editing waveform 


e When a new waveform is created, the waveform editor will firsty create a 
waveform with two points. The Waveform Editor connects the last point to the 
Voltage Level of point #1 to create a continuous waveform automatically. A 
waveform with at most 4K points can be created. 


® Inthe default setting, point #1 is Level High, fixed on 0 second, while point #2 is 
Level Low and on the half of the set Cycle period. 


2. To Set the Interpolation 


Press Interp., if you choose Interpolation On, and the points will be connected 
with beelines; otherwise, the voltages between the two consecutive points will 
not change and the waveform looks like a step-up one. 


3. To Edit the Waveform Points 


Press Arb) > Edit > Create > EditPt, The waveform can be defined by setting the 
time and voltage for each point using this function. The interface is as follows: 


Figure 2-28 
Operation Menu 
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Paint# 


Figure 2-29 
To Set the voltage 


Figure 2-30 
To Edit the Second Point 


Table 2-12 Waveform Parameter Edition Menu 


Menu Settings Explanation 
Point# Select the point to be edited 
Time Set time for the Selected point 

Voltage Set Voltage for the Selected point 


Insert a new point between the defined 
Insert points. Use the “Time” and “Voltage” to 
define the new point. 


Remove Remove the current point 


Save the created waveform to the 


Save non-Volatile Memory. 


Instructions 


The time for the last definable point should be less than the cycle period in the 
waveform. 
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4. Save the Waveform to the Non-Volatile Memory 


Press rb) > Edit > Create > EditPt > Save, enter the following interface. Select 
the desired location (ARB1“ARB10) used to save, which will be displayed in 
inverse color and press Store to save it to the specific place. 


pLacal State (AERON 
UDisk pData (ARB2: O1 
All [ARB3: 


Figure 2-31 
Operation Menu 


Instructions 


To save the Arbitrary Waveform: 


In the Non-volatile Memory, each waveform storage place can only save one 
waveform. If a new one is stored, the old one will be erased. 


After the storage, press Recall to read the waveform to volatile memory. Press View, 
the edited waveform is shown in the following figure. 


Offset<CHT- kh .000, 000 OKHZ Default Arbitrary 
5.000 WPP Waveform 
000 VDC 
k-_ 00° 
Figure 2-32 
Waveform under the Graph Mode 
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To Edit the Stored Waveform 


Press Arb| > Edit > Stored, enter the following interface. 


pLacal State (AEL RD 
UDisk pData [ARB2: O1 
All [ARB3: 


Figure 2-33 
Select the waveform to edit 


Select the desired waveform document to edit, which will be displayed in inverse 
color and press Recall to recall and edit it in the Volatile memory. As shown in the 
following figures, users can edit the parameters as in need and store it after the 


modification. 
Figure 2-34 
Edit the waveform parameters 
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To Set Modulated Waveforms 


Use the Mod button to generate modulated waveform. DG1022 can generate AM, FM, 
FSK, PM modulated waveforms. The modulation parameters should be set in different 
types of modulation. 


© In AM, users can set the Source (Internal/ External), depth, Modulating 
Frequency, Modulating Waveform and Carrier Waveform; 


® In FM, users can set the Source (Internal/ External), Frequency Deviation, 
Modulating Waveform and Carrier Waveform; 


® In FSK, users can set the Source (Internal/ External), HopFreg, FSK Rate, and 
Carrier Waveform; 


® In PM, users can set the Source (Internal/ External), Phase Deviation, Modulating 
Frequency, Modulating Waveform and Carrier Waveform. 


We will introduce how to set these parameters in details according to different types of 
modulation. 
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The modulated waveform consists of two parts: the Carrier Waveform and the 
Modulating Waveform. In AM, the Amplitude of the Carrier Waveform varies with the 
instantaneous voltage of the modulating waveform. 


Carrier Waveform used in AM can be set through the Sine, |Squarel, Ramp), Arb 


on the front panel. 


Press 


Mod) > Type > AM, enter the following interface. 


Figure 2-35 
Modulated Waveform Parameters Interface for AM 


Table 2-13 Setting the AM parameters 


button 


Menu 


Settings 


Explanation 


Type 


AM 


Choose Amplitude Modulation 


SrcInt 


Depth 


Set the amplitude range (0%-+120%) 


AMFreg 


Set the modulating waveform frequency 
(2mHz-—-20kHz) 


Shape 


Choose internal modulating Waveform: 
Sine 

Square 

Triangle 

UpRamp 

DnRamp 

Noise 

Arb 


SrcExt 


Choose External modulation, the modulating 
waveform is inputted form the [Modulation In] 


port on the rear panel. 
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In the Graph Mode, the waveform is shown in the following figure. 


Type Frequency 
h— 1 
Depth Ì sitiNin Modulated Waveform 
EAN. 
Modulating Waveform Ni Carrier 
Source 


Figure 2-36 
Waveform Parameter in the Graph Mode 


nr 
Term Explanation 


Modulation Depth 


The Amplitude Range (also called “Percentage Modulation”). Modulation Depth 
varies from 0% to 120%. 


® In the 0% Modulation, the output amplitude is the half of the set one. 
® In the 100% Modulation, the output amplitude is the same with the set one. 


© When the modulation is greater than 100%, the instrument output not greater 
than 20 Ver. 

®@ For an external source, the depth of AM is controlled by the voltage level of the 
connector connected to the [Modulation In]. +5V external source corresponds 
to the 100% internal Modulation. 


2-28 © 2008 RIGOL Technologies, Inc. 
User's Guide for DG1022 


To Set FM Waveform 


RIGOL 


The modulated waveform consists of two parts: the Carrier Waveform and the 
Modulating Waveform. In FM, the Frequency of the Carrier Waveform varies with the 
instantaneous voltage of the modulating waveform. 


Carrier Waveform used in FM can be set through the Sine, Square 


on the front panel. 


‚Ramp 


/ 


Arb) 


Press Mod) > Type > FM, enter the following interface. 


FM Sine ‘High Z 


wa #100.000,0 Hz 


BEER F/Frea | Shape 


Figure 2-37 
FM Waveform Parameter Setting Interface 


Table 2-14 Setting the FM parameters 


button 


Menu 


Settings Explanation 


Type 


FM Choose Frequency Modulation 


SrcInt 


Deviat. Modulating Waveform and the Carrier 


Waveform. 


Set the Frequency Deviation between the 


FMFFEQ__ | (2mHz--20kHz) 


Set the modulating waveform frequency 


Sine 
Square 
Triangle 
UpRamp 
DnRamp 
Noise 
Arb 


Shape 


Choose internal modulating Waveform: 


SrcExt 


Deviat. 


Choose External modulation, the modulating 
waveform is inputted form the [Modulation In] 
port on the rear panel. Only “Deviat.” needs to 
be set. 
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In the Graph Mode, the waveform is shown as in the following figure. 


Modulating 
Frequency 


Freq Deviation kh 10000HZ 
Frequency 


Deviation 


B 000 O0 Hz 


Figure 2-38 
Waveform Parameter in the Graph Mode 


ee 
Term Explanation 


Frequency Deviation 


® The Deviation should be equal to or less than the Carrier Waveform Frequency. 


@ The Sum of the Deviation and the Carrier Frequency should be equal to or less 
than maximum frequency of the selected function plus 1kHz. 


®@ For an External Source, the Deviation is controlled by the £5V voltage Level of 
the Connector connected to the [Modulation In]. +5V corresponds to the 
selected Deviation. Lower external voltage generates less deviation, while 
negative voltage reduces the modulated signal frequency to below the 
corresponding carriers. 
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To Set FSK Waveform 


The FSK Modulation is a modulation method, the output frequency of which switches 
between the two pre-set frequencies (Carrier Waveform Frequency and the Hop 
Frequency). The Output Frequency which shifts from the carrier frequency to the Hop 
frequency is called the FSK rate. The frequency by which the output frequency switch 
from each other is determined by the Internal Frequency generator or the Signal 
Voltage Level offered by the [Ext Trig/FSK/Burst] connector on the rear panel. 


®@ If you choose the Internal Modulation, the frequency at which the output 
frequency shift between the carrier frequency and the Hop frequency is 
determined by the set FSK rate. 


®@ If you choose External Modulation and overlook the FSK rate, the output frequency 
is determined by the Voltage Level of the [Ext Trig/FSK/Burst] connector on the 
rear panel. If the Voltage Level is Low, then generate the carrier frequency; when 
the voltage level is high, generate the Hop frequency. 


Carrier Waveform used in FSK can be set through the Sine, Square, Ramp), Arb button 
on the front panel. 


Press Mod) > Type > FSK, enter the following interface. 


FSK H ‘Hi 


we H0.000,00 


[Type YSrcint KERENFskRate 


Figure 2-39 
FSK Waveform Parameter Setting Interface 


Hz 
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Table 2-15 Setting the FSK parameters 
Menu Settings Explanation 


Type FSK Choose Frequency Shift Keying Modulation 


Set the Hop Frequency Range 

HopFreq | (Internal Source: Square with 50% duty 
cycle) 

Set the frequency at which the output 
frequency shifts between the carrier 
frequency and the jumping frequency: 
2mHz-—50kHz. 

Choose External modulation, the 
modulating waveform is inputted form the 
[Ext Trig/FSK/Burst] port on the rear 
panel. Only “HopFreg” needs to be set. 


SrcInt 


FSK Rate 


SrcExt HopFreq 


Press View, in the Graph Mode, the waveform is shown in the following figure. 


FSK Frequency 


Hop Frequency kh 10000HZ 


B |Src:Int 1 als hl 


Hop Frequency 


Figure 2-40 
Waveform Parameter in the Graph Mode 
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To Set PM Waveform 


The modulated waveform consists of two parts: the Carrier Waveform and the 
Modulating Waveform. In PM, the Phase of the Carrier Waveform varies with the 
instantaneous voltage Level of the modulating waveform. 


Carrier Waveform used in PM can be set through the Sine, Square, Ramp, Arb 


on the front panel. 


Press Mod) > Type > PM, enter the following interface. 


AP MFreg | Shape 


Figure 2-41 


PM Waveform Parameter Setting Interface 


Table 2-16 Setting the PM parameters 


Menu 


Settings 


Explanation 


Type 


PM 


Choose Phase Modulation 


SrcInt 


Deviat. 


Set the Phase Deviation between the 
Modulating Waveform and the Carrier 
Waveform ( 0°—360°) 


PMFreg 


Set the modulating waveform frequency 
(2mHz—20kHz) 


Shape 


Choose internal modulating Waveform: 
Sine 

Square 

Triangle 

UpRamp 

DnRamp 

Noise 

Arb 


SrcExt 


Deviat. 


Choose External modulation, the 
modulating waveform is inputted form the 
[Modulation In] port on the rear panel. 
Only “Deviat.” needs to be set. 


button 
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Press View, in the Graph Mode, the waveform is shown in the following figure. 


Modulating 
Frequency 
PM Freq h__—— ee il 
Phase 100.0° Î 
Deviation 
hape :Square 
src: Int 
Figure 2-42 
Waveform Parameter in the Graph Mode 
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To Generate Sweep Signal 


In the frequency sweep mode, the function generator “sweep” from the start 
frequency to the stop frequency at the sweep rate you specify. Sweeping can be 
generated by Sine, Square, Ramp or Arbitrary Waveforms (Pulse, Noise and DC are 
not allowed). 


Press the Sweep/ button, in the Normal Mode, the operation menu will appear on the 
bottom of the screen. See Figure 2-43, set the Waveform parameters by using the 
operation menu. 


ik E nt Tig EN ZE 
Stop „ IE Trigger 


Figure 2-43 
Sweep Waveform Parameter Setting Interface 


Table 2-17 Waveform Sweep Setting Menu 


Menu Settings Explanation 
Linear Set the Sweep with linear spacing 
log Set the Sweep with logarithmic spacing 
Start Set the Start Frequency of the Sweep 
Center Set the Center Frequency of the Sweep 
Stop Set the Stop Frequency of the Sweep 
Span Set the Frequency Span of the Sweep 
Time Set the Time Span of the Sweep for which the Frequency 
changes from the Start Frequency to Stop Frequency. 
Int: Choose Internal Source 
Ext: Choose External Source, use the [Ext 
Source Trig/FSK/Burst] connector on the rear panel 
Manual: Choose manual trigger. Press Manual will 
Trigger trigger a NEEDE 
+ : Signal Triggered at Rise Edge 
TrigOut | t: Signal Triggered at Fall Edge 
Off: Turn off Trigger Setting 
„t Finish trigger settings 
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Sweep Frequency Setting 


Use Start and Stop or Center and Span to set the range of the frequency. Press the 
button again to switch to each other. 


® To Sweep upward, set the Start Frequency lower than the Stop Frequency, or set a 
positive frequency interval. 

® To Sweep downward, set the Start Frequency higher than the Stop Frequency, or 
set a negative frequency interval. 


Instructions 


Possible changes or varies to the amplitude characteristic of output signal may 


happen while sweep frequency on a large scale. 
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To Generate Burst Signal 


Burst Function can generate versatile waveforms in burst, which can last specific 
times of waveform cycle(N-Cycle Burst), or when the external gated signals (Gated 
Burst) is applied, any waveform could be used, but noise can only be used in Gated 
Burst. 


Press the Burst button, in the Normal Mode, the operation menu will appear on the 
screen, see Figure 2-44. Set the Waveform parameters by using the operation menu. 


Figure 2-44 
Burst Waveform Parameter Setting Interface 
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Set the N-Cycle Burst 


Press Burst > NCydle, enter the following interface. 


Cycles | Phase [Period | Delay [Trigger 


Figure 2-45 
Operation Menu 


Table 2-18 Setting the N-Cycle parameters 


Menu Settings Explanation 
N-Cycle Use the N-Cycle Mode 
Gated Use the Gated Mode 
bes Set the Number of the bursts in a N-Cycle 
ik . Set the Number of the bursts in a N-Cycle 
Infinite ader 
to be infinite 
Phase Set the Start Phase of the Burst 
Period Set the Period of the Burst 
Delay Set the Delay for the burst 
Int: Choose Internal Source 
Ext: Choose External Source, use the [Ext 
ganes Trig/FSK/Burst] connector in the rear 
panel 
Manual: Choose manual trigger. Press 
Trigger Manual will output a burst signal 
+ : Signal Triggered at Rise Edge 
TrigOut | t: Signal Triggered at Fall Edge 
Off: Turn off Trigger Setting 
„t Finish trigger settings 
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N-Cycle/ Gated 

N-Cycle has specific number of waveform cycles, and every burst is activated by a 
trigger event. Gated burst use external source to control burst when to be 
activated. 


Cycle Number 

Set the number of Waveform Cycle in an N-Cycle (1 to 50,000 or Infinite). 

If you choose Infinite, then a continuous waveform will be generated. 

® If needed, Burst Period will increase to cater to the specific number of cycles. 

® For an infinite-cycle Burst, External or Manual Trigger is needed to activate 
burst. For Manual Trigger, a trigger will be generated for the first time when 
you press Manual and stop after the second press. 


Phase 

Define the Start and the Stop Point in a waveform. The phase varies from -180° 
to +180°, and the default setting is 0°. For an Arbitrary Waveform, 0° is the 
phase of the first waveform point. 


Period 

Set the time span between an N-Cycle Burst to the next. If necessary the period 
will increase to allow the specific number of cycles in a burst. 

Burst Period> Period X Burst Number 


Delay 
Set the Time Delay between the Trigger Input and the Start of the N-Cycle Burst. 
The delay should be greater than (or equal to) 0 and less than the specific burst 
period. 


Press View, in the Graph Mode, the waveform is shown in the following figure. 


Burst Period 


Start Phase Delay nge Us 
Delay me Me En 
Figure 2-46 


Waveform Parameter in the Graph Mode 
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Set the Gated Burst 


Press Burst > Gated, enter the following interface. 


Figure 2-47 
Operation Menu 


Table 2-19 Setting the Gated parameters 


Menu Settings Explanation 
NCycl 
Bee Set the Gated Mode 
Gated 
Pos 
Polarity Neg Set the Polarity for the Gated Signal 
Phase Set the Start Phase for the Gated Signal 


Press View, in the Graph Mode, the waveform is shown in Figure 2-48. 


Start Phase Positive Gated Signal 
Phase =h el 


Gated 


Gated 
Figure 2-48 
Waveform Parameter in the Graph Mode 
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To Store and 


Press the Store/Recall 


the screen. You can save or read the State or Data Documentation inside the 


Recall 


RIGOL 


Button, and the operation menu will appear at the bottom of 


Generator or build and delete documentation in the U Disk. File names can either be 


Chinese or English. 


tate [Asi 


pLacal S 
UDisk _|pData 
All 


ARDB2: 01 
ARD3: 


Figure 2-49 
Save and Read Interface 


Table 2-20 Save and Read Menu 


Menu Settings Explanation 
Local 
; Choose display route for the 
DIE U Disk system information 
(When U Disk is 
connected ) 
State Can store 10 States 
Type Data Can store 10 Waveforms 
All All types of documentation 
Recall the waveform or Setting 
Recall information in the specific 
position in the memory. 
Store Save the waveform or setting 
to the appointed place. 
Remove any file that has been 
Remove : 
stored in the memory 
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To Save the Instrument State 


Users are allowed to store the instrument state on any of the 10 Non-Volatile 
Memories. The state storage will “memorize” the selected function (including the 
Arbitrary Waveform), Frequency, Amplitude, DC Offset, Phase, Duty Cycle, Symmetry, 
and other modulation parameter used. 


To Save the Instrument State, following the steps: 
(1) Choose the file Type to store 
Press Store/Recall > State, and choose the storage type to be “State”. 


(2) Choose the location of the file. 
There are ten positions in the Local STATE1, STATE2.…...STATE10, choose one of 
them by rotating the knob. 


(3) Name the file and Save it 
Press Store button, enter the desired name. Press Store to finish. 
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To Save Data 


Users are allowed to store data document in any of the 10 Non-Volatile Memories. If 
the place is already occupied, the new document will cover the old one. To save the 
data, following the steps: 


(1) Choose the file Type to store 
Press \Store/Recall| > data, and choose “data” as the storage type. 


(2) Choose the location of the file. 
There are ten positions in the Local ARB1, ARB2..…...ARB10, choose one of them 
by rotating the knob. 


(3) Name the file and Save 
Press Store button, enter the desired name. Press Store to finish. 
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To Use USB storage 


As shown in Figure 2-50, the storage location is divided into: the inherent Local 
storage and the USB storage. At the left side of the front panel, there is a USB 
interface. When USB flash drive is connected, the storage menu will show “U Disk”. 
Otherwise, the default location is the internal location Local. 


Lacal State (MENEN 
pUDisk Pata | __| 


All 


Figure 2-50 
To use the USB Storage 


(1) Install the USB flash drive 
Insert the mobile memory to the USB interface on the front panel, and the screen 
will show “6”. 


(2) Choose the USB Disk 
Press Disk, move the cursor upward or downward to select “U Disk”, Choose 
“Data” or “State” and press Store. Enter the file name and then press Store to 
save the file. 


(3) Uninstall the USB flash drive 
Remove the USB flash drive, the “&*” Sign will disappear. 
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To Save a File 


Press Store/Recall| > Store, enter the following interface. Enter the desired file name 
in the “File Name” frame. Under the frame is the input keypad. Use the direction keys 
and the knob to select the desired character. When the character is in inverse color, 
press Select to input it. 


Filename 


ECN [o1 23056789 abcdefgh 
Lang [Select Removel Store 


Figure 2-51 
File Storage Interface 


Table 2-21 File Storage Menu 


Menu Settings Explanation 
EN English Input 
Lang 9 P 
CN Chinese Input 
Select Select the current character 
Remove Delete the current character 
Store Store the file with the current name 
_t Cancel the current operation 
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1. English Input 


@ The English Input Interface is shown in the following figure, to save a file named 


as “NewFile”, following the steps below. 


File Name 
Input 


ilenamelNewFilell 


ECN [0123456789 
Lang [Select R 


Figure 2-52 
English Input Interface 


(1) Press Lang > EN, enter the English Interface. 


(2) Input the file name “NewFile”., 


Use the Knob to adjust the cursor to the right character, and press Select. Repeat 
this until you have selected all the characters needed. Press +/- to choose the 


majuscule or lowercase. 


(3) Edit the File Name 


When you have entered a wrong character, move the cursor to the wrong 
character and press Remove to delete it. And then enter the file name again. 


(4) Press Store to finish and save the file. 
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2. Chinese Input 


® The Chinese Input Interface is shown in the following figure. To save a new file, 
follow the instructions below: 


File Name Input 
ana 1 IE 2 0 3E 48 SF EfE 7 MEAO 
EN BN 4 ikt mldlopar stuvwx 
Lang [Select R 


Page Controller 
Key Pad 


Input menu 


Figure 2-53 
Chinese Input Interface 


(1) Press Lang > CN, enter the Chinese Input Interface. 


(2) Press “+/-“to choose the lowercase, and input the spell of the Chinese. 


(3) Input the file name: “Hr Lr” 
Use the Knob to adjust the cursor to the right character, and press Select. Input 
“Xin”. In the Input Menu, choose the Chinese character you need with the help 
of the page controller and the 19 button on the keypad. 


(4) Edit the wrong input 
When a file name is wrong, move the cursor to the character and press Remove 
to delete it and enter the file name again. 


(5) Press Store to finish and save the file. 
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To Set the Utility Function 


With the Utility, Function, you can set the Sync On/Off, Channel Output Parameters, 
Channel Coupling, Channel Copy, Counter Measurement, Interface Parameter, System 
Setting and Test/Cal Parameter. 


® Sync switch offers the option to choose the Sync Signal or not. 

® The Channel Output parameters provide the parameter setting for 
Load/Impedance, Normal/ Inverse. 

® Channel Coupling provides Frequency/Phase coupling of the two channels. 

® Channel Copy provides parameter copy of the two channels. 

© Counter provides Frequency measurement function. 

@ The Interface Parameter offers USB serial-number viewing. 

@ The System Setting provides the setting for Language, Display, Beep, Screen 
Guard, Format, Power System Configure, Default and Timer setting. 

®@ The Test/Cal Parameter provides the self-testing and calibration storage as well as 
the password and safety switch. 
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Press the Utility) button, enter the following interface (two pages): 


Utility 


Utility 


Figure 2-54 
Utility Settings Interface 


Table 2-22 Utility System Setting 


Menu | Settings Explanation 
Sync On | On Enable/disable the Sync Signal of CH1 through the 
Sync Off | Off [Sync Out] connector on the rear panel. 
CHI Basic Setting of CH1: Impedance, Normal/Inverse 
display 
CH2 Basic Setting of CH2: Impedance, Normal/Inverse 
display 
Coupling Settings of Channel Coupling and Channel Copy 
EBunt Freguency Measurement in single channel. Range: 
100mHz->200MHz 
=> Go to the next page of menus 
System Set the System Configuration 
I/O View the USB Information 
Test/Cal Do self-test and calibration operation or view the 
instrument information. 
PA Setup power amplifier 
dn Back to the previous page of menus 
…t Save all the settings and exit 


Instructions 


Sync Switch Setting: 


When the amplitude is low relatively, you can reduce the distortion when output 
the signal by prohibiting the Sync Signal. And the current storage is in the 
Non-Volatile Memory. 
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To Set the Sync Output 


The Generator provides Sync signal output of CH1 through the [Sync Out] Connector 
on the Rear Panel. All the standard output functions (except DC and Noise) have a 
corresponding Sync Signal. For some Sync applications, they can be prohibited if users 
do not want to use them. 


® In the default setting, the Sync Signal output is disabled. The output Voltage of 
the [Sync Out] Connector Level is Low. 


® In the Inverse Mode, the Waveform that corresponds to the Sync Signal does not 
Inverse. 


@e If frequency of the standard output function (except DC and Noise) is higher than 
2MHz, the Sync output will automatically turn off. 


® For Sine, Square, Ramp and Pulse Signal, the Sync Signal is a Square Signal with 
50% Duty Cycle. When the output is positive, The Sync Signal is TTL Level High 
compared to 0 V Voltage or DC Offset; when the output is negative, The Sync 
Signal is TTL Level Low compared to 0 V Voltage or DC Offset. 


® For Arbitrary Waveform, the Sync Signal is a Square Waveform with 50% Duty 
Cycle. At the time when the first output waveform point is generated, the Sync 
Signal Voltage is TTL Level High. 


@ For the internal Modulating of AM, FM and PM, the Sync Signal reference is the 
Modulated Signal (not the Carrier Signal). The Sync Signal is a Square Waveform 
with 50% Duty Cycle. In the first half modulation period, the Sync Signal is TTL 
Level High. For External Modulation, the Sync Signal reference is the Carrier 
Signal (not the Modulated Signal). The Sync Signal is also a Square Waveform 
with 50% Duty Cycle. 


® For FSK, the Sync Signal Reference is the Hop Frequency, and the Sync Signal is a 
Square Waveform with 50% Duty Cycle. For the Hop Frequency, at the hopping 
point, the Sync Signal is TTL Level High. 


@ Forthe Burst, when the burst starts, the Sync Signal is Level High. At the specific 
point when the Cycle Number ends, the Sync Signal turns Level Low (If the 
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Waveform has a relative starting phase, it may be not intersection). For an infinite 
burst, the Sync Signal is the same as the Sync Signal of the continuous Signal. 


@ For the External Gated Burst, the Sync Signal follows the External Gated Signal. 
But, please note that this signal will not turn Level Low until the last period end (If 
the Waveform has a relative starting phase, it may be not intersection). 
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Basic Setting of the Two Channels 


The following Part will take Channel 1 for example to introduce the basic setting of the 
two channels. 


Press Utility, > CH1, enter the following interface. 


Utility 


Figure 2-55 
Setting interface of CH1 


Table 2-23 Channel Setting Interface 


Menu Settings Explanation 
Set the value of the Load connected to the 
Load 
iah Output (Connector. 
High Z Set the Load connected to the (Output 
Connector to be High Z. 
Normal Normal Output 
Invert Invert Output 
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1. To Set the Output Load 


For the [Output] Connector on the Front panel, the Generator has a 50Q series 
output impedance. If the actual load does not match the set one, the amplitude 
and offset displayed are incorrect. This function is used to match the displayed 
voltage with the expected one. 


Steps for setting the load value: 


(1) Press Utilityl > CH1 > Load, enter the following interface. 


Utility 


Figure 2-56 
Load Value Setting Interface 


Please note that the Load Parameter shown on the right bottom is the default 
setting when the power is on or the pre-set load value. If the current value is valid 
for the output, then the current value can be used. 


(2) Input the desired Load Value. 


Use the Keypad to enter the desired value and choose the unit, Q or KQ, press the 
corresponding button. 


Le] KO [Cancel 


Figure 2-57 
Change the Load Value 
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2. To Set the Inverse Waveform 


Press Utility > CH1 > Inverse, to set the inverse Waveform output. An inverse 
waveform will be displayed in the Graph Mode. 


Amphitude<CH1> 1 000,000,0KHz 
000 VPR Normal 
0.000 VDC $ 

k-_0.0° 
Figure 2-58 
Normal Waveform 

Amplitude<CH1> 1 000,000,OKHz 
000 /PP Inverse 
0.000 VDC 

k-_0.0° 
Figure 2-59 


Inverse Waveform 


NOTE: 
No offset voltage will change while the waveform is inversed and the sync signal 
would also not inverse. 
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Channel Coupling Settings 


Press Utility, > Coupling, enter the following interface. 


Utility 


Figure 2-60 
Channel Coupling Setting Interface 


Table 2-24 Channel Coupling Setting Menu 


Menu Settings Explanation 
. Coupling On . 
Switch Coupling Off Open or close the Coupling function 
BaseCH Channel_1 AUD CH1 or CH2 as the base source in 
Channel_2 coupling 
Set the frequency deviation between the two 
FreDev channels. 
PhaDev Set the phase deviation between the two 
channels. 
12 Copy the parameters from CH1 to CH2 
CopyCH 2 
nd Copy the parameters from CH2 to CH1 
ed Save the setting and exit 
Key Points: 


1. Channel Coupling 


(1) The coupling is only used for frequency and phase, as shown in the following 
figure, the base channel will mark with a “*” sign on the screen. It indicates that 
CH1 has coupling in the phase parameter. 


Coupling Sign 


‘High Z Sike 


Figure 2-61 
Coupling Sign Instruction 
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(2) Only frequency or phase can be coupled each time, it depends on the current 
selection is FreDev or PhaDev. 


2. Channel Copy 

(1) Only when the coupling is closed, the Copy menu would appear. 
(2) Only parameters will be copied in the channel copy operation. 
(3) Channel copy is limited by parameters inspection. 


® Frequency limitation 
Different waveforms have different upper/lower limits of the frequency. 
When waveforms in the two channels are different, the highest frequency 
can be copied depends on the waveform which has lower frequency. For 
instance, a Sine waveform of 5MHz can not be copy to a Ramp (frequency 
upper limit is 150 KHz). 


® limitation of the Amplitude and Output impedance setting 
The upper/lower limits of Amplitude are different in different channels and 
modes. Before copying, the Output impedance setting of the two channels 
should be the same. Take CH1 for example, to set the Output impedance, 
press Utility CH1 > Load/High Z, then set the value in need. 


© Channel inverting limitation 
If a channel has been set to Invert, after the copying, the two channels will 
still have 180° phase deviation though the “Phase” parameter has been 
copied. 
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To Set the Counter 


The counter can automatically detect signal with amplitude from 200mVepP to 5Vpp and 
frequency form 100mHz to 200MHz. 


Press Utility, > Count, the screen will display the operation menu of the counter, see 
Figure 2-62. Press “Freq”, “Period”, “DutyCyc”, “PWidth/NWidth”, the instrument will 
display the measured values of the frequency, period, duty cycle, positive width and 
negative width. 


Figure 2-62 
Normal display interface of the counter 


Table 2-25 Operation menu of the counter 


Menu Settings Explanation 
| Display the frequency of the signal to 
Freq 

be measure 

Display th iod of the signal to be 
Barbä isplay the period o ig 

measure 

Display the duty cycle of the signal to 
DutyCyc pray ty cy g 

be measure 


Display the positive width and 


PWidth 8 . 

NWidth negative width of the signal to be 
measure 

Fan Set the measurement parameters of 
the counter automatically. 
Set the measurement parameters of 

Setup 


the counter manually. 


Press Setup to set the measurement parameters of the counter containing: AC or DC, 
Sensitivity, Trig Level, High frequency restrain “On” or “Off”. Different settings make 
different measurement results. 


© 2008 RIGOL Technologies, Inc. 2-57 
User's Guide for DG1022 


RIGOL 


Instructions 


The data shown on the screen will be refurbished periodically if input frequency 


signal from external, or which will be stopped refurbishing as soon as you cut off 
input and last frequency value will be displayed. 
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Auto Measurement Setting 


Press Utility > Count > Auto, the instrument will set the measurement parameters: 
Coupling mode, Sensitivity, Trig Level and High Frequency Restrain “On” or “Off”. 


Manual Measurement Setting 


Press Utility > Count > Setup, enter the manual measurement mode. 


1. To Set the Coupling Mode 
Press Count > Setup > DC/AC, set the coupling mode. 


As shown in the following figure, the soft key with “DC” or “AC” is the current 
coupling mode, each time you press the key, the coupling mode will change. For 
example, the current mode is “AC”, press the key, then the mode will be “DC”. 


Figure 2-63 
To set the coupling mode 


2. To Set the Sensitivity 


The sensitivity has three kinds: High, Medium and Low. Press Utility, > Count > 
Setup > Sens to set the sensitivity. Press the corresponding soft key to switch 
the Sensitivity. 


Figure 2-64 
To set the sensitivity 


Suggestion: 

® For low amplitude signal, the “medium” or “high” sensitivity should be used. 

@ For low frequency signal with high amplitude and slower rising edge, low 
sensitivity is a better choice. 
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3. To Set the Trig Level 


The trig level (-3V—+3V) is divided into 1000 (00.0-”99.9) shares, each “0.1” is 6 
mV, it means the adjustment interval is 6 mV. For example, the input is “62.0”, 
then the trig level is: -3V + (62.0 / 0.1) Xx 6 mV=0.72V. 


(1) Press Utility, > Count > Setup > TrigLev to set the trig level. 
The trig level display on the screen is the default value when power on or the 
value set at the last time. If the current value is effective, it could be use 
immediately. 


(2) Input the required trig level. 
Use the knob to change the value as shown in the following figure, the counter 
will immediately adjust the trig level, and trigger according to the specified value. 


mf 
AC 


Figure 2-65 
To set the trig level 


NOTE: In DC coupling mode, users need to adjust the trig level manually. 
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4. To Set the High Frequency Restrain On/Off 


High frequency restrain is used for filtering the high frequency signal in 
measuring the low frequency signal, and improve the measure accuracy. 


Press Utility, > Count > Setup > HFR On/Off to set the high frequency restrain 
to be on or off. See Figure 2-66, the soft key of “HFR On” or “HFR Off” is the 
current state, each time you press the key, the state will change to another one. 


mf 
AC 


Figure 2-66 
To set the high frequency on/off 


Suggestion: 
® To measure low frequency signal lower than 1kHz, you should put on the high 
frequency restrain to filter the high frequency noise disturb. 


® To measure high frequency signal higher than 1kHz, you should put off the high 
frequency restrain. 
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System Settings 


Press Utility, > =p > System, enter the following interface. 


Utility 


Figure 2-67 
Operation Menu 


Table 2-26 System Setting Menu 


Menu Settings Explanation 
Lang Set the Display Language 
Display Set the parameter for the Screen Display 
Beep On Open Beep 
On/Off off Close Beep 
Activate the Screen Guard Program. Screen 
On Guard will be on if no action is taken within 3 
Svr on/off minutes. Press any button the resume. 
Off deactivate the Screen Guard Program 
Format Set the data format 
Default: When the power is on, all the setting 
böwön will return to the default value. 
Settin Latest: When the power is on, all the setting 
9 will return to the latest setting. 
Default | Return all the setting into the default one 
Timer Choose the clock source as: internal/external 
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Key points: 


Power On 

© The Setting is used when the machine is power on. 

® Two choices are available: the default setting and the latest. Once selected, the 
setting will be used when the instrument is restarted. 


Beep 

® Activate or deactivate the sound when an error occurs from the front panel or the 
remote interface. 

® Activate or deactivate any sound made by the button or knob on the front panel. 
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1. Language Setting 


DG1022 Generator offers two languages: Chinese and English. To Select 
Language, press Utility, > System > Lang, change the language. 


(OMRIN a High Z 
English 


Figure 2-68 
Language Setting Menu 


2. Display Control 


Press Utility) > System > Display, enter the following menu. 


Utility 


ontra [ Invert 


Figure 2-69 
Operation Menu 


Table 2-27 Display Parameter Setting 


Menu Settings Explanation 
Light Set the Display Light Parameter 
Contra Set the Display Contrast Parameter 
Invert Set the Invert Display 
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3. Set the Format 


Press 


Utility) > System > Format, enter the following interface. 


Utility 


Figure 2-70 


Setting the data Format 


Table 2-28 Setting the Data Format 


Menu Settings Explanation 
. Using dot 
Decimal 
, Using comma 
No Close the Separate. 
Separat. Space | Use Space to separate 
On Enable the Separate 


RIGOL 


According to the different choice of the decimal and the separate, the format can 
have various forms: 


(1) “* “as decimal, press Separat. > No, the example is as follows: 


(2) “* ” as decimal, press Separat. > Space, the example is as follows: 


Figure 2-71 Setting the data format 


Figure 2-72 Setting the data format 
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(3) “* “as decimal, press Separat. > On, the example is as follows: 


Figure 2-73 Setting the data format 


(4) “7” as decimal, press Separat. > On, the example is as follows: 


Figure 2-74 Setting the data format 


(5) “?” as decimal, press Separat. > Space, the example is as follows: 


Figure 2-75 Setting the data format 


(6) “?” as decimal, press Separat. > No, the example is as follows: 


Figure 2-76 Setting the data format 
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RIGOL 


Press Utility > sp > Setting > Default > Yes. Return the default setting of the 


system. 
Table 2-29 Default Parameter Setting 
Default 
Output 
CHI CH2 
Function Sine Ramp 
Frequency ikHz 1.5 kHz 
Amplitude/Offset 5 Vep /0.000 Vpc 
Unit Vpp 
Terminals High Z 
Modulation (CHI) Default 
Carrier IkHz Sine Wave 
Modulating 100Hz Sine Wave 
AM Depth 100% 
FM Deviation 100Hz 
FSK Hop Frequency 10Hz 
Deviat. 100° 
FSK Frequency 100Hz 
Modulation State off 
Sweep(CHI) Default 
Start/Stop Frequency 100Hz/1kHz 
Time Is 
Mode Linear 
State off 
Burst(CH1) Default 
Frequency 100Hz 
Count 1Cycle 
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Period 10ms 
Delay Os 
Phase 0 
State off 
Counter Default 
Coupling AC 
Sensitivity High 
Trig Lev 71.0 (1.26V) 
HFR Off off 
System Default 
*Power-down Recall *Disabled 
Display On 
Error Array Clear Error 
Storage State and any Nöichande 
Waveform 
Output State Off 
Trigger Default 
Source Internal 
Calibration Default 
State Coded 


The parameter with an asterisk (*) is stored in the Non-Volatile Memory. 
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I/O Settings 


Press 


Utility 


> mb > I/O, to view the USB parameters. 


Utility 


USB ID = ushb0::2331::1031: 
:MY44005582:INSTK 


Figure 2-77 
To View the USB Parameters 
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Test/Cal Settings 


Press Utility > mb > Test/Cal, enter the following menu. 


Utility 


Figure 2-78 Test Menu 


Table 2-30 Test Setting Menu 


Menu | Settings Explanation 
Test Perform System Self-Test 
Info Show the system information 
PassWd Input the password for Secure calibration 
on Turn On Secure Setting, disables the 
SecOn calibration by anyone 
SecOff Turn Off Secure Setting, enables the 
Off en 
calibration by anyone 
Cal Enter Calibration interface 


1. Test 


Press Utility > =b > Test/Cal > Test, to perform self-testing. 


® When the instrument is powered, the system will perform the self-testing 
automatically. This limited test can test if the instrument could work ordinarily. 

® To perform a general test needs 3 seconds. If all the tests have been passed, you 
can use the generator freely. 

®e If the general test has been passed, the screen will show “Self-Test Passed”; if not, 
it will also tell you self-test failed and display the error message. 
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RIGOL 


The information includes: Model Number, Serial Number and Software Version. 


3. Password 


This function is used to prevent unauthorized or accidental calibration to the 
generator. When the generator is firstly shipped to the user, it is secured. You 
have to unlock it before calibrating the instrument. 


Press 


Utility) > mb > Test/Cal > PassWd, and enter the right password. The 


system will display “The instrument now is UNSECURED”. SecOff will appear, see 
Figure 2-79. 


Utility 


Figure 2-79 
Input the Calibration PassWord 


4. Calibration 


The generator has been calibrated before leaving the factory. Personal calibration 
is not recommended. To calibrate the generator, please contact with RIGOL. 
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Power Amplifier Settings 


PA1011 power amplifier (“PA” for short hereinafter) can be connected to and 
controlled by the generator for signal amplification. Before using PA, power on the 
instrument and then connect USB Host of the generator with USB Device of PA via an 
USB cable. 


Press Utility > mb > PA, enter the following menu. 


Utility 


Switch 


Figure 2-80 
PA Setting Interface 


Table 2-31 PA Setting Menu 


Menu | Settings Explanation 
Switch Enable or Disable PA 
ome Invert the output of PA or not 

Invert 

X1 

X10 Set the gain of PA 
OffsON Turn on the switch to input the offset value: 
OffsOff -12Vo12V 

Store Store current work state of PA to its memory 


NOTE: For more detail about the power amplifier, please refer to the User's Guide of 


PA1011. 
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To Use the Help System 


You can get a particular help for every button on the front panel by using the built-in 
help system. Or you can get help about the operation of the front panel buttons with 
the Help List. 


Press the Help| button, enter the following interface. 


1 View the last message display 
2. view the remote command error queue 
3.Get HELP on any key 


4 Generate a madulated wavetorm 


Figure 2-81 Help Menu 


Select [ Hr En dn Led _t 


Figure 2-82 Full Menus 


Table 2-32 Help Menu 


Menu Settings Explanation 
Select Select and read the Information 
Page Up 
Page Down 
PSN Cursor Downward to select 
dn Cursor Upward to select 
…t Exit the help menu 
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1. View the last message display 
View the last message display. 


2. View the remote Command error queue 
View the remote command error queue in the remote operation. 


3. Get HELP on any key 
To get context-sensitive help on any front-panel key or menu soft key, press and 
hold that key for a few seconds. 


4. Generate a modulated waveform 

(1) Confiqgure the Carrier waveform by selecting the waveform shapes, frequency, 
amplitude, etc. 

(2) Configure the modulating waveform by pressing the [Mod button. 

(3) To change the Carrier parameter, press the lighted function button (Sine, Square 
etc). 

(4) To turn off the modulation, press the lighted [Mody button. 


‚ Create an arbitrary waveform 

(1) Press |Arb) > Edit> Create. 

(2) Enter the desired period, voltage limit, and the number of points and then press 
“Edit Pt”, the first two points have defined for you. 

(3) Rotate the knob to select the desired point for editing and then use Time and 
Voltage to define the point. Press Insert to insert additional points as needed. 

(4) The waveform editor connects the last point to the voltage level of point #1 to 
create a continuous waveform. Make sure that the time value of the last point less 
than the specified period. 

(B) Press Save to store the waveform and exit the waveform editor. 


6. Generate DC signal 
To output the DC signal, press |Arb) > Load > BuiltIn > Others > “DC” > Select, 
and you can adjust the DC offset. 


‚ Reset instrument to its default state 

(1) Press Utility to enter the utility function. 

(2) Choose System > Setting. 

(3) Select Default to reset the instrument as its default state. 


8. RIGOL Technology Support 
To obtain technical support, contract with local RIGOL Support Center or go to 
the website: www.rigolna.com. 
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Chapter 3 Examples 


To help users grasping how to use DG1022 Dual-Channel Generator more efficiently, 
here we will give some examples in details. 


This chapter covers the following examples: 


B Output from Single Channel 
Example 1: Output a Sine Wave 
Example 2: Output a Square Wave 
Example 3: Output a Ramp Wave 
Example 4: Output a Pulse Wave 
Example 5: Output a Noise Wave 
Example 6: Output a Stored Arbitrary Waveform 
Example 7: Create an Arbitrary Waveform 
Example 8; To Generate a AM Waveform 
Example 9; To Generate a FSK Waveform 
Example 10: To Generate a Linear Sweep Waveform 
Example 11: To Generate a Burst Waveform 


B Output from Double Channels 
B Example for Channel Coupling 
B Example for Channel Copy 


B To Measure with the Counter 
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Output from Single Channel 


Example 1: Output a Sine Waveform 


How to generate a Sine Waveform with 20 kHz frequency, 2.5 Vep Amplitude, O Voc 
Offset and 45° phase. 


The operation steps: 


1. Set the Frequency. 

(1) Press Sine) > Freg/Period > Freq which will display in reverse color. 

(2) Enter “20” from the keypad and choose the unit “kHz”. The Frequency is set to be 
20 kHz. 


2. Set the Amplitude. 

(1) Press Ampl/HiLev > Ampl which will display in reverse color. 

(2) Enter “2.5” from the keypad and choose the unit “Vpp”. The Amplitude is set to be 
2.5VPppP. 


3. Set the Offset. 
(1) Press Offset/LoLev > Offset which will display in reverse color. 
(2) Enter “0” from the keypad and choose the unit “Vc”, The Offset is set to be 0 Voc. 


4. Set the Initial Phase. 
(1) Press Phase which will display in reverse color. 
(2) Enter “45” from the keypad and choose the unit “°”. The phase is set to be 45°. 


After finishing the above settings, press View, the output of the Generator is shown as 
in the following figure. 


Phase<CH1= 20.000 000 Hz 
2.500 VPP en 
0.000 VDC * il, 
met 0 | 
Figure 3-1 


Sine Waveform Output 
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Example 2: Output a Square Waveform 


How to generate a Square waveform with 1MHz Frequency, 2 Vrms Amplitude, 10m 
Voc Offset, 30% Duty Cycle and 30° phase. 


The operation steps: 


1. Set the Frequency. 

(1) Press Square) > Freq/Period > Freq which will display in reverse color. 

(2) Enter “1” from the keypad and choose the unit “MHz” to set the Frequency as 
1MHz. 


2. Set the Amplitude. 

(1) Press Ampl/HiLev > Ampl which will display in reverse color. 

(2) Enter “2” from the keypad and choose the unit “Vrms” to set the Amplitude as 2 
VrMs. 


3. Set the Offset. 

(1) Press Offset/LoLev > Offset which will display in reverse color. 

(2) Enter “10” from the keypad and choose the unit “mVpc” to set the Offset as 10m 
Voo. 


4. Set the Duty Cycle. 
(1) Press DtyCyc which will display in reverse color. 
(2) Enter “30” from the keypad and choose the unit “®%” to set the Duty Cycle as 30%. 


5. Set the Initial Phase. 
(1) Press Phase which will display in reverse color. 
(2) Enter “30” from the keypad and choose the unit “°®” to set the Phase as 30°. 


After finishing the above settings, press View, the generated waveform is shown in 
Figure 3-2. 


Phase<CH1> ——1_000,000,OMHz 
2.000 YRMS 
10.0mvVDC | 3 3 
kl 30,0% 


Figure 3-2 
Square Waveform Output 
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Example 3: Output a Ramp Waveform 


How to generate a Ramp waveform with 10ms Period, 100mVre Amplitude, 20mVoc 
Offset, 80% Symmetry and 60° Phase. 


The operation steps: 


1. Set the Period. 
(1) Press Ramp) > Freqg/Period > Period which will display in reverse color. 
(2) Input “10” from the keypad and choose the unit “ms” to set the Period as 10ms. 


2. Set the Amplitude. 

(1) Press Ampl/ HiLev > Ampl which will display in reverse color. 

(2) Enter “100” from the keypad and choose the unit “mVPeP” to set the Amplitude as 
100mVer. 


3. Set the Offset. 

(1) Press Offset /LoLev > Offset which will display in reverse color. 

(2) Enter “20” from the keypad and choose the unit “mVoc” to set the Offset as 
20mVoc. 


4. Set the Symmetry. 
(1) Press Symm which will display in reverse color. 
(2) Enter “80” from the keypad and choose the unit “%” to set the Symmetry as 80%. 


5. Set the Phase. 
(1) Press Phase which will display in reverse color. 
(2) Enter “60” from the keypad and choose the unit “°” to set the Phase as 60°. 


After finishing the above settings, press View, the generated waveform is shown in 
Figure 3-3. 


Phase<CH1= 10.000, 00Om 
100.0mYPP 
20.0mVDC 
+ 30.0% 
Figure 3-3 


Ramp Waveform Output 
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Example 4: Output a Pulse Waveform 


How to generate a Pulse waveform with 5kHz Frequency, 50OmVer Amplitude, 5mVpc 
Offset, 20jus Pulse Width (Duty Cycle is 10%) and 200us Delay. 


The operation steps: 


1. Set the Frequency. 
(1) Press Pulse > Freq/Period > Freq which will display in reverse color. 
(2) Input “5” from the keypad and choose “kHz” to set the Frequency as 5 kHz. 


2. Set the Amplitude. 

(1) Press Ampl/ HiLev > Ampl which will display in reverse color. 

(2) Enter “50” from the keypad and choose the unit “mVPP” to set the Amplitude as 
5OmVerP. 


3. Set the Offset. 
(1) Press Offset /LoLev > Offset which will display in reverse color. 
(2) Enter “5” from the keypad and choose the unit “mV pc” to set the Offset as BmVoc. 


4. Set the Pulse Width. 

(1) Press DtyCyc/Width > Width which will display in reverse color. 

(2) Enter “20” from the keypad and choose the unit “us” to set the Pulse Width as 
20yus. 


5. Set the Delay. 
(1) Press Dela which will display in reverse color. 
(2) Enter “200” from the keypad and choose the unit “us” to set the Delay as 200us. 


After finishing the above settings, press View, the generated waveform is shown in 
Figure 3-4. 


Delay<CHT- 5 .000,000 OKHz 
50.0mVPP 
5.0mVDC $ MO 3 
fel 20.000 0us 
Figure 3-4 


Pulse Waveform Output 
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Example 5: Output a Noise Waveform 


How to generate a Noise waveform with 30mVeP Amplitude and 10mVoc Offset. 
The operation steps: 


1. Set the Amplitude. 

(1) Press Ampl/ HiLev > Ampl which will display in reverse color. 

(2) Enter “30” from the keypad and choose the unit “mvpp” to set the Amplitude as 
30mVerP. 


2. Set the Offset. 

(1) Press Offset/ LoLev > Offset which will display in reverse color. 

(2) Enter “10” from the keypad and choose the unit “mVpc” to set the Offset as 
10mVoc. 


After finishing the above settings, press View, the generated waveform is shown in 
Figure 3-5. 


Offset 
30, Om PP 
Figure 3-5 
Noise Waveform Output 
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Example 6: Output a Stored Arbitrary Waveform 


How to generate an arbitrary waveform (ExpRise) with 2MHz Frequency, 5Vrms 
Amplitude, 10 mVpc Offset and 60° Phase. 


The operation steps: 


1. Set the Type of the Arbitrary Waveform. 

(1) Press Arb/ > Load, to choose the built-in waveform. 

(2) Press BuiltIn > Maths, use the knob to choose “ExpRise” and press Select to 
return the Main Menu of |Arb). 


2. Set the Frequency. 

(1) Press Pulse > Freq/Period > Freq which will display in reverse color. 

(2) Input “2” from the keypad and choose the unit “MHz” to set the Frequency as 
2MHz. 


3. Set the Amplitude. 

(1) Press Ampl/ HiLev > Ampl which will display in reverse color. 

(2) Enter “5” from the keypad and choose the unit “Vrms” to set the Amplitude as 5 
VrMs. 


4, Set the Offset. 

(1) Press Offset /LoLev > Offset which will display in reverse color. 

(2) Enter “10” from the keypad and choose the unit “mVoc” to set the Offset as 10 
mVoc. 


5. Set the Phase. 
(1) Press Phase which will display in reverse color. 
(2) Enter “60” from the keypad and choose the unit “°” to set the Phase as 60°. 


After finishing the above settings, press View, the generated waveform is shown in 
Figure 3-6. 


Frequency<CH1: 2E | 
5.000 VRMS 
10.0mYDC 


k- 50.0° 


Figure 3-6 Arbitrary Waveform Output 
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Example 7: Create an Arbitrary Waveform 


How to generate an arbitrary Ramp Waveform as the figure shows below. 


Figure 3-7 
Arbitrary Waveform Output 


The operation steps: 


1. Create a new Waveform: 
Press Arb) > Edit > Create, to activate the waveform editing function. The 
waveform is defined by setting the time and voltage of the points. 


2. Set the period. 
(1) Press Period which will display in reverse color. 
(2) Input “12” from the keypad and choose the unit “us” to set the Period as 12ys. 


3. Set the Voltage Limit. 

(1) Press LevelHi, and enter “4” from the keypad, choose the unit “V”, to set the High 
Level as 4V. 

(2) Press Levello, and enter “-2” from the keypad, choose the unit “V”, to set the low 
Level as -2V. 


4. Choose the Interpolation Method. 
Press Interp. > Interpation On, to perform linear connection between the points. 


5. Set the Number of the initializing Points. 
Set the Initializing Point Number as “4”. 
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6. Edit the Waveform Points. 
(1) Edit the Voltage and Time of the points to define a waveform. Insert or delete 


the point If needed. 


(2) Press Points, use the knob or the keypad to shift the point number. The 
voltage and time of the points are defined below in Table 3-1. 


Table 3-1 The Setting of Time and Voltage of the points 


Point Time Voltage 
1 Os OV 
2 As 4V 
3 8us OV 
4 10s -2V 


7. To save the Waveform. 
(1) Press Save to store the waveform in one of the 10 Non-Volatile Memories: 
ARB1-”ARB10. 
(2) Press Store, input the filename and press Store. 
(3) Press Recall to read the stored waveform to the Volatile Memory. Only one 
self-built waveform can be stored. If a new one is stored, the old one will be 
erased. 


After finishing the above settings, press View, the generated waveform is shown 
in Figure 3-8. 


Low Level<CH1? k___—_—_—12.000 us 


4.000 V Î 
7] OOO /] T ‚ 
Eu. ke 00° 
Figure 3-8 


The Self-Defined Ramp Waveform 


NOTE: The system will connect the voltage level of the last point to the first point, 
thus to generated a continuous waveform. 
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Example 8: To Generate a AM Waveform 


How to generate an AM Waveform with depth of 70%, The Carrier is a Sine Wave with 
2.5 kHz Frequency, and the modulating Wave is a Sine Wave with 150 Hz Frequency. 


The operation steps: 


1. Choose the Carrier Function: 
Press Sine, and choose the Sine Waveform as the Carrier Wave. 
The default setting of the Source is internal. 
2. Set the Frequency of the Carrier. 
Press Period/Freq > Freq which will display in reverse color. Input “2.5” from the 
keypad and choose the unit “kHz” to set the Frequency as 2.5kHz. 
For the other parameters, use the default values, you can view all the parameters 
in the Graph mode. 
3. Set the Modulation Type AM. 
Press Mod) > Type > AM >ut, Please notice that the state message shown on 
the top left side of the screen is “AM”. 
4. Set the Modulation Depth. 
Press Depth, use the keypad to enter “70”, choose the unit “%”, setting the 
Modulation Depth as 70%. 
5. Set the AM Frequency. 
Press AMFreg, use the keypad to enter “150”, choose the unit “Hz”, setting the AM 
Frequency as 150Hz. 
6. Choose the Modulating Waveform. 
Press Shape > Sine >at , to choose Sine Waveform as the Modulating Waveform. 
Please note that the State Message on the top left side of the screen shows “Sine”. 
3-10 © 2008 RIGOL Technologies, Inc. 


User's Guide for DG1022 


RIGOL 


After finishing the above settings, press View, the generated AM Waveform is shown 


in Figure 3-9. 


k_—— 15000HZ 


Figure 3-9 
The AM Output 


7. Turn off the Modulation Function. 


Press the lighted 


Mod 


Key to turn off the Modulation Function. 
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Example 9: To Generate a FSK Waveform 


How to generate a FSK Waveform with 800Hz Hop Frequency and 200Hz FSK Rate. 
The Carrier is a Sine Wave with 10 kHz Frequency. 


The operation steps: 


1. 


Choose the Carrier Function. 
Press Sine, and choose the Sine Waveform as the Carrier Function. 
The default setting of the Source is Internal. 


Set the Frequency of the Carrier. 
Press Period/Freq > Freq which will display in reverse color. Input “10” from the 
keypad and choose the unit “kHz” to set the Frequency as 10 kHz. 


For the other parameters, use the default values, you can view all the parameters 
in the Graph mode. 


Set the Modulation Type FSK. 
Press Mod) >Type > FSK, choose FSK. Please notice that the message shown on 
the top left side of the screen is “FSK”. 


Set the Hop Frequency. 
Press HopFreg, use the keypad to enter “800”, choose the unit “Hz”, setting the 
Hop Frequency as 800Hz. 


Set the FSK Rate. 
Press FSKRate, use the keypad to enter “200”, choose the unit “Hz”, setting the 
FSK Rate as 200Hz. 


After finishing the above settings, press View, the generated FSK Waveform is shown 


in Figure 3-10. 
FSK Rate ZE 
B ISrc:Int 500.000 0 Hz Kk 
Figure 3-10 
The FSK Output 
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Example 10: To Generate a Linear Sweep Waveform 


How to generate a Sine Sweep Waveform whose frequency starts from 100Hz to 
10kHz. Use the Internal Trigger Mode, Linear Sweep, and the Sweep Time is 1s. 


The operation steps: 


1. 


Choose the Sweep Function. 
Press Sine, and choose the Sine Waveform as the Sweep Function. 
The default setting of the Source is Internal. 


Set the Parameters of the Sweep Function. 
Use the default values. You can view all the parameters in the Graph mode. 


Set the Sweep Mode. 
Press Sweep) > Linear/Log and choose Linear. 


Set the Sweep Time. 
Press Time, use the keypad to enter “1”, choose the unit “s”, to set the Sweep 
Time as 1s. 


Set the Start Frequency. 
Press Start, use the keypad to enter “100”, choose the unit “Hz”, to set the Start 
Frequency as 100Hz. 


Set the Stop Frequency. 
Press Stop, use the keypad to enter “10”, choose the unit “kHz”, to set the Stop 
Frequency as 10 kHz. 


After finishing the above settings, the instrument generates the specified Sweep 
waveform whose frequency starts from 100Hz and stops at 10 kHz. Press View, the 
Waveform is shown in Figure 3-11. 


Figure 3-11 
The Sweep Waveform Output 
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Instructions 


If necessary, you can set the frequency Limits by setting the Center Frequency 
and the frequency range. These parameters are similar to the Start and Stop 


frequency, which will provide more flexibility for you. To generate the same 
waveform, set the Center Frequency to be 5.050 kHz, the frequency range is 
9.900 kHz. 
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Example 11: To Generate a Burst Waveform 


How to generate a Burst Waveform that has 3 Cycles, 0° Phase, 200js delay and the 
period is 10ms. 


The operation steps: 


1. 


Choose the Burst Function. 


Press 


Square, 


and choose the Square Waveform as the Burst Function. 


The default setting of the Source is Internal. 


Set the Parameters of the Burst Function. 
Use the default values. You can view all the parameters in the Graph mode. 


Set the Burst Mode. 


Press 


Burst > NCycle choose N-Cycle Mode. 


Set the Burst Period. 
Press Period, use the keypad to enter “10”, choose the unit “ms” and set the 
Period as 10 ms. 


Set the Start Phase. 
Press Phase, use the keypad to enter “0”, choose the unit “°”, setting the Start 
phase as 0®. 


Set the Burst Cycles. 
Press Cycles, use the keypad to enter “3”, choose the unit “Cyc”, setting the Burst 


Cycle 


Set the Delay. 


as 3. 


Press Delay, use the keypad to enter “200”, choose the unit “us”, setting the Burst 
Delay as 200ĳs. 


After finishing the above settings, the instrument generates the specified 3-Cycle 
Burst waveform with a period of 10ms. Press View, the generated waveform is shown 


in Figure 3-12. 
HCycle 00° ik 10,000ms 
200, OOus Em | | nn 
NCycle 
Figure 3-12 
The Burst Waveform Output 
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Output from Double Channels 


Output the same Sine wave from both CH1 and CH2, connect the Generator to 
RIGOL's Oscilloscope and view the waveform output. 


The operation steps: 


1. 


Use the BNC cable listed in Appendix A to connect the two [Output] connectors to 
the Oscilloscope, and then press the Output buttons 


As introduced in “Example 1: Output a Sine Wave”, set the output 
parameters of the two channels as shown in the following figure. 


Freq „ Offset (Phase (AigPha [| 
Figure 3-13 
Set the same Sine Wave 


Press Aligpha in the above figure, adjust the Oscilloscope, using the Y-T and X-Y 
(Lissajous Figure) modes to view the waveform output. See Figure 3-14 and 
Figure 3-15. 


Time 548 .Bus 


Figure 3-14 
Output the Same Signal 


Analysis: No phase deviation, waveforms overlapping. 
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Time 
Delayed 
OFF 


Time Base 


Trig- Offset 


Figure 3-15 
Output the Same Signal (Lissajous Figure) 


Analysis: No phase deviation, Lissajous Figure display as a straight line. 


Now press Utility > Coupling > Switch > “Coupling On” > PhaDev, use the keypad 
to input “90” and choose the unit of “°”. Press Aligpha again in Figure 3-13, view the 
waveform output in the Oscilloscope. 


Time 508 .Bus 


Figure 3-16 
Output Signals with 90° Phase Deviation 


Analysis: 90° phase deviation, waveforms do not overlap. 
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Time 


Time Base 


Trig-Offset 


Figure 3-17 
Output Signals with 90° Phase Deviation (Lissajous Figure) 


Analysis: 90° phase deviation, Lissajous Figure display as a circle. 
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Example for Channel Coupling 


Choose CH1 as the base channel, set the phase deviation to be 10°, view the 
waveforms before and after the coupling. 


The operation steps: 


1. Setthe parameters of CH1 as shown in the following figure: Sine wave, frequency 
1 kHz, amplitude 5Vpp, Offset O0 Voce, phase 0°. 


Frequency<CH1: kN | 
5.000 PP 
0.000 VDC 


ke 00° 


Figure 3-18 
Parameters Setting in CH1 


2. Set the parameters of CH2 as shown in the following figure: Ramp wave, 
frequency 1.5 kHz, amplitude 5Vpp, Offset 0 Voc, phase 0°. 


5.000 WPP 
0.000 WDC 


Figure 3-19 
Parameters Setting in CH2 


3. Press Utility, > Coupling > Switch > “Coupling On”. Open the coupling function. 


4, Press BaseCH > “Channel_1”. Choose CH1 as the base channel. 


5. Press PhaDev, use the keypad to input “10” and choose the unit of “°”. Set the 
phase deviation to be 10°. 


6. Press =f to save the exit the coupling setting. Press View, in the Graph Mode, 
you will see the phase of CH2 has been changed to 10°. 
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OET SNE WE in om 


f Phase 


AligPha 


Figure 3-20 
Channel Coupling Interface 


7. As shown in the above figure, in the display area of the base channel CHI, there 
is a “*” sign under the Phase menu, which indicates that the phase of CH2 will 
change according to CH1. 


8. As shown in the following figure, use the knob to change the phase of CH1, then 
the phase of CH2 will automatically change. The phase deviation is always 10°. 


EC 
OFF 


Figure 3-21 
Phase Coupling Instruction 


9. Setting of the frequency coupling is similar to phase coupling. 
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Example for Channel Copy 


Copy the parameters from CH1 to CH2. 


The operation steps: 


1. Setthe parameters of CH1 as shown in the following figure: Sine wave, frequency 
1kHz, amplitude 5Vpp, Offset O0 Voc, phase 10°. 
Frequency<CH1> kN | 


5.000 WPP 
0.000 WDC 


ke 10.0° 


Figure 3-22 
Parameters Setting in CH1 


2. Set the parameters of CH2 as shown in the following figure: Ramp wave, 
frequency 1.5 kHz, amplitude 5Vpp, Offset 0 Voc, phase 0°. 


5.000 WPP 
0.000 WDC 


Figure 3-23 
Parameters Setting in CH2 


3. Press Utility > Coupling > Switch > “Coupling Off” > CopyCH > 1m2 > 
Confirm > =f . Parameters in CH1 will be copied to CH2 as shown in the 


following. 


5.000 WPP 
0.000 WDC 


Figure 3-24 
Parameters in CH2 after the copying 


NOTE: Channel copy is limited by parameters inspection. See the explanation in 
section “Channel Copy” in page 2-56. 
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To Measure with the Counter 


Use the Counter to measure the signal outputted form CH1. 


The operation steps: 


1. Press Utility, > Count, enter the measurement mode of the counter. At the same 
time, the output of CH2 will turn off automatically. 


2. Use the BNC cable listed in Appendix A to connect the [Output] connector of CH1 
to the input terminal of the Counter, press the (Output button of CH1. 


3. To set the measurement 


(1) Auto measure mode 
Press Auto, in this mode, the coupling mode is “AC”, the counter automatically 
adjusts the trig level and sensitivity until the display is steady. 


(2) Manually measure mode 
® To set the coupling mode 
Press Setup > AC/DC > AC to set the coupling mode to be “AC”. 


® To set the sensitivity 
Press Setup > Sens > Medium. 


® To set the trigger level 
Press Setup > TrigLev, use the direction key and the knob to adjust the trig level 
to be “62.0”, that is 0.72V. 


® To setthe high frequency restrain On/Off 

Press Setup > HFROn/Off, choose “HFROff”. 
After all the set was done, the counter will measure the signal according to the current 
set. If the reading is unsteady, please repeat the above step until it is steady. 


4. To view the result 
(1) In default state, the measure result is frequency value, see the following figure. 


Figure 3-25 Frequency View 


3-22 © 2008 RIGOL Technologies, Inc. 
User's Guide for DG1022 


RIGOL 


(2) Press Period, the period will display as shown in the following figure. 


Period TEE phi) Auto 


Figure 3-26 Period View 


(3) Press DutyCyc, the Duty cycle will display as shown in the following figure. 


Figure 3-27 Duty Cycle View 


(4) Press PWidth, the positive width will ie as shown in the following figure. 


PA cin TENEN 
Figure 3-28 Positive Width View 


(5) Press NWidth, the negative width will display as shown in the following figure. 


W__ 495.9dys 


PutyCyc NERD Auto [Setup | 


Figure 3-29 Negative Width View 
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Chapter 4 Prompt Messages & Troubleshooting 


This chapter covers the following topics: 


B Prompting Messages 
Common Messages 
Error Messages 
Data Overflow 


B Troubleshooting 
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Prompting Messages 
Common Messages 


1. Need Help? Press and hold down any key. Settings are restored from 
last power-down. Selected interface is USB. 
When the instrument is powered, this message will appear to inform users that all 
the settings have been restored and you can operate the instrument normally. 
The instrument detected current I/O is USB, and informs the user that no new 
USB device is detected. 


2. No changes. 
When the waveform parameter is being altered, if the user cancels the operation, 
the message will prompt. 


3. Selected Arb is ***, 
Press \Arb, this message will appear to inform users that the default selection of 
arbitrary waveform type is “*#, 


4. First, set the all over waveform parameters. 
To inform the user, set the general waveform parameter first. Then set the 
parameters for each point. 


5. Editing the existing waveform parameters. 
Perform the waveform edit operation, and inform the user that operation can be 
taken to edit the current waveform parameter. 


6. Trigger ignored-OUTPUT is off. 
When the OUTPUT is disabled, the Trigger Output will be disabled automatically. 


7. Instrument is triggered. 
Press Sweep) / Burst! > Trigger > Source >Manual, this message will appear to 
inform users that the instrument has performed a trigger. 


8. Trigger source changes to Ext/Manual. 
Only when the External or Manual Trigger Source is selected, the infinite burst is 
allowed. 
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9. Press any F key to redisplay menu when it disappears. 
When menu disappeared, press any menu key will recall it. 


10. Burst period increased to fit entire burst. 
The PRI of Period is higher than that of the Burst Period. As long as the burst 
period does not reach its maximum, the generator will increase the burst period 
to cater to the need of the specific burst cycle or waveform frequency. 
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Error Messages 


1. Sorry, unable to N-Cycle burst with noise. 
Noise cannot be used in the N-Cycle mode; it can only be used in the gated burst. 


2. Please select a valid file. 
If the selected place is empty when recall or delete a file, this message will 
appear. 


3. No Arbitrary waveform in buffer. 
If not arbitrary waveform has edited, press Store/Recall) > Type > “Data” 
> Store, this message will appear. 


4. Sorry, Channel2 does not support. 
If current selected channel is CH2, when press Mod / Sweep / Burst, this 
message will appear to inform users that Channel2 does not support modulation, 
sweep and burst functions. 


4-4 © 2008 RIGOL Technologies, Inc. 
User's Guide for DG1022 


RIGOL 


Data Overflow 


1. Frequency upper limit=*** 
Different waveforms have different frequency upper limits: 
Sine wave frequency upper limit=20MHz 
Square wave frequency upper limit=5MHz 
Ramp wave frequency upper limit=150kHz 
Pulse wave frequency upper limit=3MHz 
Arbitrary wave frequency upper limit=5MHz 
If the set frequency is higher than the upper limit, the system will adjust the 
frequency to the corresponding upper limit. 


2. Frequency lower limit=*** 
Different waveforms have different frequency lower limits: 
Sine wave frequency lower limit=1uHz 
Square wave frequency lower limit=1Hz 
Ramp wave frequency lower limit=1Hz 
Pulse wave frequency lower limit=500uHz 
Arbitrary wave frequency lower limit=1uHz 
If the set frequency is lower than the lower limit, the system will adjust the 
frequency to the corresponding lower limit. 


3. Period upper limit=*** 
Different waveforms have different period upper limits: 
Sine wave period upper limit=1Ms 
Square wave period upper limit=1Ms 
Ramp wave period upper limit=1Ms 
Pulse wave period upper limit= 2ks 
Arbitrary wave period upper limit 1Ms 
If the set period is higher than the upper limit, the system will adjust the period to 
the corresponding upper limit. 


4, Period lower limit=*** 
Different waveforms have different period upper limits: 
Sine wave period lower limit=50ns 
Square wave period lower limit=200ns 
Ramp wave period lower limit=6.6667 js 
Pulse wave period lower limit=333.3ns 
Arbitrary wave period lower limit=200ns 
If the set period is lower than the lower limit, the system will adjust the period to 
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the corresponding lower limit. 


5. Amplitude(Vpp)upper limit=***VPP 
Different modes have different amplitude upper limits; amplitude upper limit may 
vary in the same mode if the load settings are different. 


6. Amplitude(Vrms)upper limit=***VRMS 
Different modes have different amplitude upper limits; amplitude upper limit may 
vary in the same mode if the load settings are different. 


7. Amplitude(Vpp)Lower limit=***VPP 
Different modes have different amplitude lower limit; amplitude lower limit may 
vary in the same mode if the load settings are different. 


8. Amplitude(Vrms)Lower limit=***VRMS 
Different modes have different amplitude lower limit; amplitude lower limit may 
vary in the same mode if the load settings are different. 


9. High Level upper limit***V 
Different modes have different High Level upper limit; High Level upper limit may 
vary in the same mode if the load settings are different. 


10. Low Level lower negative limit=***V 
Different modes have different Low Level lower limit; Low Level lower limit may 
vary in the same mode if the load settings are different. 


11. Offset upper limit=***V 
Different modes have different Offset upper limit; Offset upper limit may vary in 
the same mode if the load settings are different. 


12. Offset lower negative limit=***V 
Different modes have different Offset lower limit; Offset lower limit may vary in 
the same mode if the load settings are different. 


13. Duty Cycle upper limit=***% 
In Square mode, different frequency range corresponds to different Duty Cycle 
limit. 
For a frequency lower than 3 MHz (include), the range is from 20% to 80%; 
For a frequency between 374 MHz (include), the range is from 40% to 60%; 
For a frequency between 45 MHz, the Duty Cycle is set to be 50%. 


14. Duty Cycle lower limit=***% 
In Square mode, different frequency range corresponds to different Duty Cycle 
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limit. 
For a frequency lower than 3 MHz (include), the range is from 20% to 80%; 
For a frequency between 3-4 MHz (include), the range is from 40% to 60%; 
For a frequency between 45 MHz, the Duty Cycle is set to be 50%. 


15. Symmetry upper limit=100% 
In Ramp mode, the Symmetry upper limit is 100%. If the specified symmetry is 
greater than 100%, the system will adjust the symmetry to 100% automatically. 
16. Symmetry lower limit=0% 
In the Ramp mode, the Symmetry lower limit is 0.0%. If the specified symmetry 
is less than 0.0%, the system will adjust the symmetry to 0.0% automatically. 
17. Duty Cycle is set to the Max of current pulse. 
When setting of duty cycle of Pulse exceeds upper limit, the message will appear 
and the system will adjust the value to the Max automatically. 
18. Duty Cycle is set to the Min of current pulse. 
When setting of duty cycle of Pulse is lower than the lower limit, the message will 
appear and the system will adjust the value to the Min automatically. 
19. Initial #of point upper limit=4k 
The number of initial points upper limit is 4,096. If the specified waveform has 
more than 4,096 points, the system will adjust the point number to 4,096 
automatically. 
20. Initial #of point lower limit=2 
The default initial point number is 2, the lower limit of the initial points. If the 
specified initial point is less than 2, the system will adjust the number to 2 
automatically. 
21. Currently on the last defined point. 
When the user is about to edit the last defined point, this message will prompt. 
22. Voltage upper limit=*** 
The message will appear when the set voltage value of the point during edit 
arbitrary waveform is higher than the high level set before. 
23. Voltage lower limit=*** 
The message will appear when the set voltage value of the point during edit 
arbitrary waveform is lower than the low level set before. 
24. Time upper limit=*** 
The message will appear when the set time of the point during edit arbitrary 
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25. 


26. 


27. 


28. 


29. 


30. 


31. 


32. 


33. 


34. 


waveform is higher than the period set before. 


Time lower limit=*** 
The message will appear when the set time of the point during edit arbitrary 
waveform is lower than the period set before. 


AM Depth upper limit=120.0% 
The AM Depth upper limit is 120.0%. If the specified AM Depth is greater than 
120.0%, the system will adjust the AM Depth to 120.0% automatically. 


AM Depth lower limit=0.0% 
The AM Depth lower limit is 0.0%. If the specified AM Depth is less than 0.0%, 
the system will adjust the AM Depth to 0.0% automatically 


AM Frequency upper limit=20kHz 
The AM Frequency upper limit is 20 kHz. If the specified value is higher than 
20kHz, the system will adjust the AM Frequency to 20kHz automatically. 


AM Frequency lower limit=2mHz 
The AM Frequency lower limit is 2mHz. If the specified value is lower than 2mHz, 
the system will adjust the AM Frequency to 2mHz automatically. 


Deviation cannot exceed Carrier Frequency. 
In external FM, the carrier Frequency should always be higher than or equal to 
the deviation frequency. 


Frequency Deviation lower limit=1jpHz 

In external FM, frequency deviation lower limit is 1uHz. If the specified value is 
lower than 1uHz, the system will adjust the Frequency deviation to 1uHz 
automatically. 


Deviation cannot exceed Carrier Frequency 
In internal FM, the carrier Frequency should always be higher than or equal to the 
deviation frequency. 


Frequency Deviation lower limit=1jpHz 

In internal FM, frequency deviation lower limit is 1jHz. If the specified value is 
lower than 1uHz, the system will adjust the Frequency deviation to 1uHz 
automatically. 


FM Frequency upper limit=20kHz 

In internal FM, the FM frequency upper limit is 20 kHz. If the specified value is 
higher than 20kHz, the system will adjust the FM Frequency to 20kHz 
automatically. 
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35. FM Frequency lower limit=2mHz 
In internal FM, the FM frequency lower limit is 2mHz. If the specified value is 
lower than 2mHz, the system will adjust the FM Frequency to 2mHz automatically. 

36. Hop Frequency upper limit=*** 
The message will appear when the set Hop Frequency is higher than the upper 
limit in external FSK. 

37. Hop Frequency lower limit=1pHz 
In external FSK, Hop Frequency lower limit is 1uHz. If the specified value is lower 
than 1uHz, the system will adjust the Hop Frequency to 1Hz automatically. 

38. Hop Frequency upper limit=*** 
The message will appear when the set Hop Frequency is higher than the upper 
limit in internal FSK. 

39. Hop Frequency lower limit=1pHz 
In internal FSK, Hop Frequency lower limit is 1uHz. If the specified value is lower 
than 1uHz, the system will adjust the Hop Frequency to 1Hz automatically. 

40. FSK Rate upper limit=50kHz 
In internal FSK, the FSK Rate upper limit is 50 kHz. If the specified FSK Rate is 
greater than 5OkHz, the system will adjust the FSK Rate to 50kHz automatically. 

41. FSK Rate lower limit=1pHz 
In internal FSK, the FSK Rate lower limit is 1Hz. If the specified FSK Rate is less 
than 1uHz, the system will adjust the FSK Rate to 1jHz automatically. 

42. Phase Deviation upper limit=360.0° 
In external PM, the Phase deviation upper limit is 360°, If the specified Phase 
deviation is greater than 360°, the system will adjust the Phase deviation to 360° 
automatically. 

43. Phase Deviation lower limit=0.0° 
In external PM, the Phase deviation lower limit is O°. If the specified Phase 
deviation is less than O° the system will adjust the Phase deviation to 0° 
automatically. 

44, Phase Deviation upper limit=360.0° 
In internal PM, the Phase deviation upper limit is 360°. If the specified Phase 
deviation is greater than 360°, the system will adjust the Phase deviation to 360° 
automatically. 

45. Phase Deviation lower limit=0.0° 
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46. 


47. 


48. 


49. 


50. 


51. 


52. 


53. 


54. 


55. 


In internal PM, the Phase deviation lower limit is 0°. If the specified Phase 
deviation is less than O° the system will adjust the Phase deviation to 0° 
automatically. 


PM Frequency upper limit=20kHz 

In internal PM, the PM Frequency upper limit is 20 kHz. If the specified PM 
Frequency is higher than 20 kHz, the system will adjust the PM Frequency to 20 
kHz automatically. 


PM Frequency lower limit=2mHz 

In internal PM, the PM Frequency lower limit is 2mHz. If the specified PM 
Freguency is lower than 2mHz, the system will adjust the PM Frequency to 2mHz 
automatically. 


Set Start Frequency to Max. 
In Sweep mode, if the specified Start Frequency is higher than the Max value, this 
message will appear. 


Set Start Frequency to Min. 
In Sweep mode, if the specified Start Frequency is lower than the Min value, this 
message will appear. 


Set Stop Frequency to Max. 
In Sweep mode, if the specified Stop Frequency is higher than the Max value, this 
message will appear. 


Set Stop Frequency to Min. 
In Sweep mode, if the specified Stop Frequency is lower than the Min value, this 
message will appear. 


Set Center Frequency to Max. 
In Sweep mode, if the specified Center Frequency is higher than the Max value, 
this message will appear. 


Set Center Frequency to Min. 
In Sweep mode, if the specified Center Frequency is lower than the Min value, 
this message will appear. 


Set Frequency Span to Max. 
In Sweep mode, if the specified Frequency Span is higher than the Max value, 
this message will appear. 


Set Frequency Span to Min. 
In Sweep mode, if the specified Frequency Span is lower than the Min value, this 
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message will appear. 


Sweep Time upper limit=500s 
The Sweep Time upper limit is 500s. If the specified Sweep Time is greater than 
500s, the system will adjust the Sweep Time to 500s automatically. 


Sweep Time lower limit=1.0ms 
The Sweep Time lower limit is 1.0ms. If the specified Sweep Time is less than 
1.0ms, the system will adjust the Sweep Time to 1.0ms automatically. 


Sweep has been turned off to allow Pulse. 
When Sweep) is on, if you press |Pulse, this message will appear, then the Sweep 
is turned off to allow Pulse settings. 


Sweep has been turned off to allow Noise. 
When Sweep) is on, if you press |Noise, this message will appear, then the Sweep 
is turned off to allow Noise settings. 


Sorry, unable to Sweep Pulses. 
Pulse cannot be used to generate sweep signals. When [Pulse is on, if you press 
Sweep), this message will appear. 


Sorry, unable to Sweep Noise. 
Noise cannot be used to generate sweep signals. When \Noise\ is on, if you press 
Sweep, this message will appear. 


Start Phase upper limit=+180° 
In the Gated mode, the Phase upper limit is +180°, If the specified Phase is 
greater than +180°, the system will adjust the Phase to +180 ° automatically. 


Start Phase lower limit=-180° 
In the Gated mode, the Phase lower negative limit is -180°, If the specified Phase 
is less than -180°, the system will adjust the Phase to -180° automatically. 


#of Cycle upper limit=50000Cyc 

In the N-Cycle mode, the Cycle upper limit is 50000Cyc. If the specified Cycle is 
greater than 50000Cyc, the system will adjust the Cycle to 50000Cyc 
automatically. 


#of Cycle upper limit=1Cyc 
In the N-Cycle mode, the Cycle lower limit is 1Cyc. If the specified Cycle is less 
than 1Cyc, the system will adjust the Cycle to 1Cyc automatically. 


Start Phase upper limit=+180° 
In the N-Cycle mode, the Start Phase upper limit is 180°, if the specified phase is 


© 2008 RIGOL Technologies, Inc. 4-11 


User's Guide for DG1022 


RIGOL 


67. 


68. 


69. 


70. 


71. 


72. 


73. 


74. 


75. 


76. 


greater than 180°, the system will adjust the Start Phase to 180° automatically. 


Start Phase lower limit=-180° 
In the N-Cycle mode, the Start Phase upper limit is -180°, if the specified phase is 
less than -180°, the system will adjust the Start Phase to -180° automatically. 


Trigger Period upper limit=500s 

In the N-Cycle mode, the Trigger Period upper limit is 500s. If the specified 
Trigger Period is greater than 500s, the system will adjust the Trigger Period to 
500s automatically. 


Trigger Period lower limit=1js 

In the N-Cycle mode, the Trigger Period lower limit is 1.0us. If the specified 
Trigger Period is less than 1.0ĳs, the system will adjust the Trigger Period to 1.0us 
automatically. 


Delay upper limit=40s 
In the N-Cycle mode, the Delay upper limit is 40.0s. If the specified Delay is 
greater than 40.0s, the system will adjust the Delay to 40.0s automatically. 


Delay lower limit=0s 
In the N-Cycle mode, the Delay lower limit is Os. If the specified Delay is less than 
Os, the system will adjust the Delay to Os automatically. 


Start Phase upper limit=+180° 

In the infinite mode, the Start Phase upper limit is 180.0°. If the specified Start 
Phase is greater than 180.0°, the system will adjust the Start Phase to 180.0° 
automatically. 


Start Phase lower limit=-180° 

In the infinite mode, the Start Phase lower limit is -180.0°. If the specified Start 
Phase is less than -180.0°, the system will adjust the Start Phase to -180.0° 
automatically. 


Delay upper limit=40s 
In the infinite mode, the Delay time upper limit is 40s. If the specified time is 
greater than 40s, the system will adjust the Delay time to 40s automatically. 


Delay | ower limit=0s 
In the infinite mode, the Delay time lower limit is Os. If the specified time is less 
than Os, the system will adjust the Delay time to Os automatically. 


Offset upper limit=10V 
When “DC” is selected in \Arb, the DC offset upper limit is 10V. If the specified 
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offset is higher than 10V, the system will adjust the DC offset to 10V 


automatically. 


Offset lower limit=-10V 

When “DC” is selected in Arbl, the DC offset lower limit is -10V. If the specified 
offset is lower than -10V, the system will adjust the DC offset to -10V 
automatically. 


Load impedance upper limit=10kQ 

When DC output is off, the Load Impedance upper limit is 10kQ. If the specified 
Load Impedance is greater than 10kQ, the system will adjust the Load 
Impedance to 10k@ automatically. 


Load impedance lower limit=10 

When DC output is off, the Load Impedance lower limit is 19. If the specified 
Load Impedance is less than 19, the system will adjust the Load Impedance to 
19 automatically. 


Start Phase upper limit=+180° 
When DC output is off, the Start Phase upper limit is 180°. If the specified phase 
is greater than 180°, the system will adjust the Start Phase to 180° automatically. 


Start Phase lower limit=-180° 
When DC output is off, the Start Phase lower limit is -180°. If the specified phase 
is less than -180°, the system will adjust the Start Phase to -180° automatically. 


The biggest light level is 31! 
The biggest light level is 31. If the specified light level is greater than 31, the 
system will adjust the light level to 31 automatically. 


The smallest light level is 0! 
The smallest light level is 0. If the specified light level is less than 0, the system 
will adjust the light level to 0 automatically. 


The biggest contrast level is 31! 
The biggest contrast level is 31. If the specified contrast level is greater than 31, 
the system will adjust the contrast level to 31 automatically. 


The smallest contrast level is 0! 
The smallest contrast level is 0. If the specified contrast level is less than 0, the 
system will adjust the contrast level to 0 automatically. 
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Troubleshooting 


1. If the screen does not turn on even if the generator is on, please follow 
the steps below: 

(1) Check if the power is correctly connected. 

(2) Check if the power switch is really on. 

(3) Restart the instrument after taking the above steps. 

(4) If it does not work correctly, contact RIGOL for our service. 


2. If the settings are correct but no waveform is generated, please follow 
the steps below: 

(1) Check if the Signal Line is correctly connected to the [Output] terminal. 

(2) Check if the BNC works correctly. 

(3) Check if the Output button has been turned on. 

(4) Select PowOn > Latest, when all the above steps have been finished. Restart the 
instrument. 
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Chapter 5 Specifications 


All the specifications apply to the DG1022 Dual-Channel Function/ Arbitrary Waveform 
Generator unless specified statement. To meet these specifications, two conditions 
must be satisfied first: 


@ The instrument must have operated continuously for more than 30 minutes 
within the specified operating temperature (18°C » 28°C). 


®@ Variation of the operating temperature should be within 5 °C. 


All specifications are quaranteed unless noted “typical”. 
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Characteristics 
Frequency 
Waveforms Sine, Square, Ramp, Triangle, Pulse, Noise, Arb 
Sine 1jHz ” 20MHz 
Square 1jHz > 5MHz 


Ramp, Triangle 


1jHz … 150kHz 


Pulse 500pHz > 3MHz 
Noise 5MHz (-3dB) 
Arb 1uHz … 5MHz 
Resolution 1 uHz 
+50 ppm in 90 days 
Accuracy +100 ppm in iyear 
18°C » 28°C 
Temperature index < 5 ppm/°C 


Sine Wave Spectral Purity 


CH1 CH2 
Harmonic Distortion 

<1Vpp >1Vpp <1Vep >1Vpp 
DC-1MHz -45dBc -45dBc -45dBc -45dBc 
1MHz-5MHz -45dBc -40dBc -45dBc -40dBc 
5MHz-20MHz -45dBc -35dBc -45dBc -35dBc 
Total H í 

ede DC to 20 kHz, 1Vpp_<0.2% 

Distortion 
Spurious DC to 1 MHz < -70 dBc 


(non-harmonic) 


1 MHz to 10 MHz < -70 dBc + 6 dB/octave 


Phase Noise 


10kHz Offset, -108 dBc / Hz (Typical) 


Square Wave 


Rise/Fall Time < 20 ns (10% to 90%), (Typical, 1kHz, 1 Vep) 
Overshoot < 5% (Typical, 1kHz 1Vpp) 
Duty Cycle 1uHz to 3MHz 20% to 80% 
3MHz(not contain) to 4MHz 40% to 60% 
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50% 


4MHz (not contain) to 5MHz 


Asymmetry 
(below 50% Duty 
Cycle) 


1% of period+ 20ns (Typical, 1kHz, 1 Vee) 


Jitter Ons + 0.1% of period (Typical, 1kHz, 1 Vep) 

Ramp Wave 

Linearity < 0.1% of peak output (typical, kHz, 1 Vep, 100% 
Symmetry) 

Symmetry 0% to 100% 

Pulse Wave 

Pulse Width 2000s max period; 20ns min period; Ins resolution 

Overshoot < 5% 

Jitter 6ns + 100ppm of period 

Arb Wave CH1 CH2 

Waveform Length 4k points Ik points 

Amplitude Accuracy 14 bits (including sign) 10 bits (including sign) 

Sample Rate 100MSa/s 100MSa/s 

Minimum Rising 35ns 35ns 

{Falling Time (Typical) 

Jitter (RMS) (Typical) |6 ns + 30ppm 6 ns + 30ppm 

Non-Volatile Storage 10 waveforms 10 waveforms 

(Total:10 Waveforms) 


Output 


CH1 


CH2 


Amplitude 


2 mMVpp 10 Vpp (50 Q) 
4 mVpp » 20 Vpp (High Z) 


2 mMVpp 3 Vpp (50 Q) 
4 mVpp “6 Vpp (High Z) 


Amplitude Accuracy 


Amplitude Flatness 
(Sine wave relative to 
1kHz, 5Vpp) [H] 


(2% of setting + 2mVpp) 


<100kHz 0.1 dB 


+ (2% of setting+2 mVpp) 


(1kHz Sine) F1! 


<100kHz 0.1 dB 


100kHz » 5SMHz 0.15 dB 


100kHz > 5SMHz 0.15 dB 


BMHz > 20MHz 0.3 dB BMHz > 20MHz 0.3 dB 
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DC Offset CH1 CH2 
Range (DC) 5V (509) 1.5V (500) 

10 V_ (High Z) 3V (High Z) 
Accuracy + (2% of the |Offset + (2% of the |Offset 


Setting|+ 2mV) Setting|+ 2mV) 


Waveform Output CH1 CH2 
Impedance 50 O typical 50 9 typical 
Protectionf?! Short-circuit protected, Short-circuit protected 
overload relay 
automatically disables 
main output 
AM (CHI) 


Carrier Waveforms 


Sine, Square, Ramp, Arb (Except DC) 


Source 


Internal/ External 


Modulating Waveforms 


Sine, Square, UpRamp, DnRamp, Triangle, Noise, Arb 
(2mHz to 20kHz) 


Depth 


0% » 120% 


FM (CHI) 


Carrier Waveforms 


Sine, Square, Ramp, Arb (Except DC) 


Source 


Internal/ External 


Modulating Waveforms 


Sine, Square, UpRamp, DnRamp, Triangle, Noise, Arb 
(2mHz to 20kHz) 


Frequency Deviation 


DC» 10 MHz 


PM (CH1) 


Carrier Waveforms 


Sine, Square, Ramp, Arb (Except DC) 


Source 


Internal/ External 


Modulating Waveforms 


Sine, Square, UpRamp, DnRamp, Triangle, Noise, Arb 
(2mHz to 20kHz) 


Phase Deviation 


0 to 360° 


FSK (CHI) 


Carrier Waveforms 


Sine, Square, Ramp, Arb (Except DC) 


Source Internal/ External 
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Modulating Waveforms 


50% duty cycle square (2mHz to 50kHz) 


Sweep (CHI) 

Carrier Waveforms Sine, Square, Ramp, Arb (Except DC) 

Type Linear or Logarithmic 

Direction Up or Down 

Sweep Time 1 ms to 500 s £ 0.1% 

Source Internal/External/Manual 

Burst (CHI) 

Waveforms Sine, Square, Ramp, Pulse, Noise, Arb (Except DC) 
Types Count (1 to 50,000 periods), infinite, gated 

Start Phase -180° to +180° 


Internal Period 


1 us — 500s £ 1% 


Gate Source 


External Trigger 


Trigger Source 


Internal/External/Manual 


Rear Panel Connector!®! 


External Modulation 


£ 5 VpK = 100% modulation 
5kO input impedance 


External Trigger 


T TL-compatible 


Trigger Input 

Input Level TTL-compatible 

Slope Rising or falling (selectable) 
Pulse Width > 100 ns 


Input Impedance 


> 10 kO, DC coupled 


Latency Sweep: < 500 us (typical) 
Burst: < 500 ns (typical) 
Trigger Output 
Level TTL-compatible into >1kO. 
Pulse Width > 400ns typical 
Output Impedance 500, typical 
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Maximum Rate 1 MHz 

Sync Output (CH1) 

Level TTL-compatible into >1k@ 
Pulse Width > BOns (typical) 


Output Impedance 500 (typical) 
Maximum Frequency 2 MHz 


Counter Specification 


Function Frequency, period, positive/negative Pulse width, Duty 
cycle 

Frequency range Single channel: 100mHz > 200MHz 

Frequency resolution | 6 digits/second 


Voltage range and sensitivity (not modulated signal) 


Auto mode 1Hz to 200MHz | 200 mVep to 5 Vep 
DC offset range +1.5 VDC 
DC 100mHz100MHz | 20m VRMSto #5 Vac+dc 
Manual mode 100MHz#200MHz | 40m VRMSto #5 Vac+dc 
1Hz100MHz 50m Verto £5 Vep 
iis 100MHz-200MHz | 100m Ver to £5 Vp 
Pulse width 
and Duty cycle | 1Hz to 10MHz (100mVep … 10Vpp) 
measure 
Input impedance 1MQ 
Coupling mode AC, DC 
Input adjust High frequency noise restrain 


High frequency restrain (HER) on or off 


sensitivity Low, Medium, High 


The trigger level can adjust manually/ automatically 


Trigger mode | Trigger level range: #3 V (0.1% to 100%) 


Resolution: 6 mV 


NOTE: 
[1] In atypical condition, the specification may have minor differences. 
[2] In normal temperature, short circuit in less than half hour will be tolerable. 
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@ CHI is provided with Overvoltage function. When the output terminal is connected to an 
external circuit, the relationships between the output voltage “Vout” of generator and the 
voltage “Vin” possibly generated by external circuit are: 

If Vouts1Voe, the protective range of Vin is #6.5V 

If Vout>1Voc, the protective range of Vin is #12.5V 

Thereinto, Vout=Amplitude/2+|Offset|, the Amplitude and Offset are the parameters of 
the signal outputted from generator. 

The generator will cut off the output automatically when Vin exceeds the specified range. 

e _ The voltage inputted to the output connector of CH2 should be within £3V. 

[3] External input voltage should be within 5V, or else the generator may be damaged. 
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General Specifications 


Display 

Type Black and White LCD Screen 
Resolution 256 Horizontal x 64 Vertical 

Grey Degree 4 Grey Level 

Contrast (typical) 150 : 1 

Light (typical) 300 nit 

Power 

Supply 100-240 VACrms, 45-*440Hz, CAT II 
Consumption Less than 40W 

Fuse 2A, T Level , 250V 


Environment 
Temperature Range | Operation: 10°C+40°C 
Non-operation: -20°C+60°C 


Cooling Natural cooling 

Humidity Range Below +35°C: <90% relative humidity 
+35'C+40C: <60% relative humidity 

Height Range Operation: below 3,000m 


Non-operation: below 15,000m 


Instrument Specifications 


Dimension Width 232mm 
Height 108mm 
Depth 288mm 

Weight Package excluded | 2.65kg 
Package Included | 4kg 


IP Protection 
IP2X 


Calibration Interval 
One year suggested 
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Chapter 6 Appendix 


Appendix A: Accessories 


Standard Accessories: 


A Power Cord that fits the standard of the destination country. 
A Quick Guide 


A CD (Including the User’ Guide and application software) 


Optional Accessories: 


BNC Cable 

BNC to Alligator Clip Cable 
USB Cable 

40 dB Attenuator 


Power Amplifier 


All the accessories (standard and optional) can be purchased by contacting your local 


RIGOL office. 
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Appendix B: Warranty 


RIGOL Technologies, Inc. warrants its products’ mainframe and accessories in 
materials and techniques within the warranty period. During the period concerned, 
RIGOL guarantees the free replacement or repair of products which are approved 
defective. 


To get repair service or obtain a copy of the whole warranty statement, please contact 
with your nearest RIGOL sales and service office. 


RIGOL do not provide any other warranty items except the one being provided by 
this summary and the warranty statement. The warranty items include but not being 
subjected to the hint guarantee items related to tradable characteristic and any 
particular purpose. 


RIGOL will not take any responsibility in cases regarding to indirect, particular and 
ensuing damage. 
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Appendix C: General Care and Cleaning 


General Care 
Do not store or leave the instrument in where the instrument will be exposed to direct 
sunlight for long periods of time. 


Caution 
To avoid damages to the instrument, do not expose it to liquids which have causticity. 


Cleaning 

Clean the instrument and according to its operating conditions require. To clean the 

exterior surface, perform the following steps: 

1. Disconnect the instrument from all power sources. 

2. Clean the loose dust on the outside of the instrument with a lint- free cloth (with 
a mild detergent and water). When clean the LCD, take care to avoid scarifying it. 


WARNING: To avoid injury resulting from short circuit, make sure the 
instrument is completely dry before reconnecting into a power source. 
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